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Fused Silica Capillary Columns for Gas Chromatography, by Paul A. Larson, Bruce L. 

Ryder, and Thomas J. Stark Using fiber optics technology to make columns of fused silica 
has yielded dramatic improvements in GC measurements. 

In this Issue: 

Sometimes a significant development doesn't get the attention it deserves. In 1979, when 
HP introduced the fused silica capillary column, there wasn't much fanfare outside of the 
gas chromatography community, even though here was a technological breakthrough if 
ever there was one. Nobody had tried before to make GC columns the way optical fibers 
are made, and the results were spectacular. The new columns had much greater separating 
power and results were much more reproducible, not just from run to run, but to an unprece- 
dented degree, from column to column. On the occasion of their introduction of a new line 
of fused silica columns, the Series 530/i columns, we asked the engineers at HP's Avondale, 
Pennsylvania Division to start at the beginning and bring us up to date on this technology. Their story begins 
on page 35. On our cover this month you can see some fused silica columns — long, thin tubes, some as long 
as 50 meters, wound into coils of different sizes. The largest-diameter coil is one of the new Series 53<V 
columns. In the background is a chromatogram, a record of what a detector at the end of a fused silica 
capillary column saw after a vaporized sample of some compound — a rather complex one — was put in at the 
other end. Each type of molecule present in the sample comes out at a different time and causes a peak in 
the detector output. The gas chromatograph was an HP 5880A, similar to the instruments used recently to 
detect drug use by athletes, an application given wide attention in the news media. 

Also in this issue you'll find articles completing the design story of the HP 77020A Ultrasound Imaging 
System we began in October. Here are the inside details of the sophisticated, creative design that makes 
this very complex instrument friendly and easy to use in clinical diagnosis. Three different hardware subsystems, 
each with its own microcomputer, are coordinated by the system software (page 6). The controller (page 3) 
has overall command of the instrument. The scanner (page 13) steers the beam of ultrasound and focuses 
the system dynamically so that features at different depths are always in focus. The display system (page 
20) formats data from several sources for display and recording. A common theme in these articles is that 
of ingenuity over complexity — functions that might have been prohibitively expensive or complicated to imple- 
ment are made practical by clever design. 
December is our annual index issue. The 1983 index begins on page 30. 
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Control Hardware for an Ultrasound 
Imaging System 

Coordinating the various subsystems, peripherals, and 
operator commands for HP's diagnostic imaging system 
requires sophisticated controller hardware. 

by Richard H. Jundanian, Janet R. Accettura, and John N. Dukes 



THE HP 77900A ULTRASOUND CONTROLLER pro- 
vides the interface between the user and the HP 
77020A Ultrasound Imaging System (Fig. I). 1 It 
houses the primary video display, the front control panels, 
the system CPU. and the I/O system. The CPU (central 
processing unit) interfaces the 77020A to the operator by 
scanning the front-panel controls. Three printed circuit 
assemblies provide the interface hardware required to sup- 
port the video cassette recorder (VCR), various physiolog- 
ical amplifiers, the stripchart recorder, and the video cam- 
era. The block diagram in Fig. 2 shows the assemblies that 
are included in the 77900A Controller. 

CPU Card 

The CPU card in the controller contains the micropro- 
cessor, a PHI chip, EPROM (electrically programmable 
read-only memory), and other control logic. Also located 
on the board are a four-digit, seven-segment LED display 
and a software reset switch for debugging software. 

The microprocessor is a proprietary CMOS-SOS (silicon- 
on-sapphire) 16-bit-parallel microcontroller with TTL- 
compatible inputs and outputs. II operates as a synchro- 
nous device running on a single-phase clock and has 
bidirectional data and address buffers. The PHI chip con- 
trols the internal system bus based on the HP-IB (IEEE 488) 
and interfaces the rest of the system to the CPU card. A 
connector can be attached to this card to monitor the soft- 
ware when testing the system. Also located on this card 
are 4K words of software containing most of the kernel 
tests that run at system start-up. 

Memory'Clock Card 

The memory/clock card contains the CPU's memory 
stack, which is the majority of the controller's RAM and 
EPROM. This card incorporates a special memory bank- 
switching scheme (see page 8), volatile and nonvolatile 
RAM, a real-time clock, and timing logic. 

The 1 6-bit microprocessor supports a 64 K address space. 
The system designates 40K of this space for EPROM and 
24K for testing and I/O. Since 40K is not sufficient for 
programming, bank switching is used, allowing a total of 
80K words of program memory divided into seven banks 
and one common area. Bank switching is accomplished by 
loading an I/O register with the bank number desired, and 
addressing an ID PROM that contains the programmed logic 
needed to enable the appropriate EPROMs. 

The controller's RAM is also located on the memory/ 



clock card. 4K words of volatile RAM are used for the stack 
and scratchpad memory and 2K words of CMOS battery- 
backed RAM are used to store important system and user- 
entered information. Among the items stored in the non- 
volatile memory is the data for the various analysis pack- 
ages, system configuration, and patient ID. 

The real-time clock on the memory/clock card generates 
the time and date needed for document annotation. It is 
also battery-backed to allow operation when the system is 
shut down. 

VCR/Physio Card 

The VCR/physio card in the controller is primarily used 
to monitor and control the VCR signals. Special level-shift- 




Fig. 1. HP Model 77020 A Ultrasound Imaging System pro- 
vides both M-mode and two-dimensional sector scans ot 
human tissue lor cardiac, obstetric, and abdominal examina- 
tions. 
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ing buffers interface the card to the different VCRs that can 
be used with the 77020A System. Status and control regis- 
ters monitor and control the present state of the chosen 
VCR. The counting circuit on the VCR/physio card monitors 
the frame count and an EPROM on the card controls the 
VCR frame-count logic, since different VCRs can have dif- 
ferent count sequences. 

Also located on the VCR/physio card is circuitry that 
accepts physiological data, digitizes it, and stores it in the 
lKx 12-bit physio RAM. The digitizing circuitry consists 
of a discrete precision analog-to-digital converter (ADC) 
and its corresponding controls and a comparator located 
on the controller's analog card. The physio RAM is accessed 
by the system software to display the digitized physiolog- 
ical waveform. 

TM/Frame Card 

The TM/frame card provides line buffering of M-mode 
and frame data for output to the stripchart recorder. This 
requires two dual-port IK x 5-bit memories. The card also 
contains alKx 8-bit memory for storing annotation infor- 
mation to be included on the stripchart copy. 

The TM/frame card synchronizes a sample clock to the 
M-mode line for analog-to-digital conversion in the analog 
card. The digital data is then formatted and stored in mem- 
ory. The TM/frame card also sends digital control informa- 
tion to the analog card to configure it for output to the 
stripchart recorder. 

Analog Card 

The analog card is responsible for the analog-to-digital 
and digital-to-analog data conversions, physiological sam- 
pling and mixing, and the generation of the necessary 
waveforms to drive the stripchart recorder, including the 
horizontal sweep, the input speed, and the video signal. 
The digital data is sent to the analog card from the TM/ 
frame card. There are control lines to configure the analog 
card for output to the stripchart recorder. These include a 
horizontal sweep rate consistent with the recording mode 
as well as control for the proper speed output. 

Stripchart Recorder Interface 

The primary use of the stripchart recorder is to provide 
hard-copy recording for continuous real-time M-mode. The 
latent image is developed by passing current through the 
carbon backing of the recorder's dry silver paper. The strip- 
chart recorder is internally gamma-corrected to compensate 
for the nonlinearities in the image density of its paper. 

The recorder interface is responsible for providing each 
line of image data to the recorder. Control information is 



9 n 




■ I 
I 
I 

: 




1.5 




BP2 

White / 
i / 








1.0 




/ Black 

/ ! 






0.5 
°C 




II I 






1 B 




1.0 2.0 




3.0 


4.0 



Log Exposure 



Fig. 3. Black curve: Sample density versus exposure charac- 
teristic lor dry silver paper. Color curve: Two-breakpoint ap- 
proximation of black curve. 

sent to the interface from the controller via the 16-bit mi- 
croprocessor's address and data buses. The 35-bit parallel 
control data is latched into four microprocessor I/O ports 
to control the hardware on the TM/frame and analog cards. 

The interface uses two IK x 5-bit memories for buffering 
the image data. An image is generated by writing one line 
into one of the two memories and then configuring that 
memory to be the output memory. Meanwhile, the other 
memory is configured to accept the next image line. These 
dual memories are toggled between input and output to 
create the image. The display memory is accessed at an 
output rate that provides a 4-kHz sweep to the stripchart 
recorder. Continuity is ensured by not allowing a memory 
switch to occur before the end of a sweep. Since the input 
of data comes at a much slower rate than the sweep time, 
the same image line is repeated for several sweeps. The 
resulting gray-scale image is a smooth filled-in picture with 
no blank lines between data lines. 

The M-mode data from the scanner is sent to the analog 
card where it goes through an ADC, is processed digitally, 
and then is sent to a digital-to-analog converter (DAC) for 
final output to the stripchart recorder. Some of the data is 
returned to the TM/frame card for use in selecting the re- 
corder parameters. 

The recorder interface can operate in one of three modes: 
a frame record mode, an M-mode recording mode, and a 
gray-scale test pattern. The frame record is generated by 
transferring a frozen image line-by-line from the 77020A's 
scan converter memory to the controller via the internal 
HP-IB. 

An M-mode recording is formed by enabling the sampled 
M-mode data onto the memory data bus. This M-mode data 
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is sent to the recorder from the scanner as a video signal 
along with M-mode gates to synchronize the data conver- 
sion. Sampling is at a depth-dependent rate, and each sam- 
ple is five bits of gray scale. 

The gray-scale test bar pattern sent from the 16-bit micro- 
processor is used to set up the recorder's black-and-white 
front-panel controls. 

The recorder interface can also display time and depth 
calibration marks on the stripchart recorder. For this pur- 
pose, there is a IK X 8-bit memory on the TM/frame card 
written by the microprocessor. Each IK x 1 column is used 
for a particular type of mark. One word from the memory 
represents one pixel on the paper. As the memory is read, 
any bit ANDed with its corresponding control gate can write 
a black mark on the paper. These marks are mixed with 
the video signal before going to the DAC on the analog card . 

There is also a self-test mode activated by setting the 
control bits appropriately. The controller then has control 
of the interface clocks and can single-step the interface 
through any of its operations. 

Audio Card 

Beneath the 77900A's control panels is the multipurpose 
audio card, the driver for the 77020A System's speaker or 
audiophones. There are three different audio signals. One 
is an error tone, or beep, output whenever there is an 
operator error. The ECG R-wave tone, derived from the 
electrocardiographic R-wave. informs the operator of the 
electrical activity of the heart, which is useful for 
physiological timing. Finally, the VCR's audio track is 
routed through this card so that comments recorded by the 
operator with a microphone plugged into the front panel 
of the audio card can be heard during playback. There is 
a control for adjusting the volume of the R-wave tone and 
VCR audio track. Alongside the volume control are the sys- 
tem reset button and the black-and-white controls for the 
display's brightness and contrast. 

Control Panels 

The vertical control panel containing the imaging con- 
trols is connected to the system through the horizontal 
control panel, which contains the joystick, keyboard and 
control panel electronics. This panel is scanned by the 
microprocessor on the CPU card and contains the al- 
phanumeric keyboard and the ECG and VCR controls. 

60-Hz Display 

The 77020A's primary display uses a noninterlaced ras- 
ter scan to eliminate display flicker. The 77020A's scan 
converter provides the main display with 60 frames every 
second. The frame rate can be changed to 50 Hz by using 
internal jumpers. The display circuitry provides high-volt- 
age regulation to prevent distortion of the image at high 
brightness settings. 

Another important feature of the main display is gamma 
correction, which provides a linear gray scale to the user 
from a linear video input. This allows matching the differ- 
ent hard-copy outputs to the main display. Each output 
modality used in the ultrasound system introduces its own 
characteristic nonlinearity, which impacts the gray scale 
observed from that device. As a result each peripheral re- 



quires its own gamma correction, tn the case of the strip- 
chart recorder, the gamma correction is matched to the dry- 
silver paper characteristic. Similarly, the Polaroid™ camera 
is gamma-corrected to match the Polaroid film characteris- 
tics. In the case of the primary display, the gamma correc- 
tion is implemented to accommodate the CRT's characteris- 
tics and the logarithmic response of the observer's eye. The 
result is a linear density change on the output medium for 
a linear input video signal. The gamma correction curves 
have been implemented in an analog fashion in the primary 
display as well as in the peripherals. Two-breakpoint ap- 
proximations (Fig. 3) to the required curves are adequate 
to provide the required linearity. 

Camera 

A camera is also available for hard copy of frame data. 
The 77020A's scan converter provides a composite video 
signal to a 1000-line monitor with a Polaroid camera 
mounted on the front. The shutter is controlled remotely 
from the 77020A's front panel. A fixed number of frames 
are sent to the camera from the display subsystem. Several 
types of Polaroid film are available for use with this camera. 
Gamma correction compensates for the nonlinearities in 
the film so that the gray scale for the copy appears the 
same as observed on the display. 

Video Cassette Recorder 

A VCR can be used to store real-time images and other 
video data and allow for their future playback and analysis. 
The VCR's audio track can record the physician's com- 
ments, the patient's heartsound, and R-wave timing infor- 
mation. To allow system software control and status 
monitoring by the 77020A, the remote control data is con- 
nected from the VCR to the controller's CPU via the previ- 
ously described VCR/physio card. 

Two different types of VCRs are supported directly by 
the system. The Sony 323MD has a Beta* video cassette 
format and the Panasonic NV8200 has a VHS* video format. 
These recorders can be mounted either inside the system 
cart, or on top of the controller when the stripchart recorder 
is mounted in the cart. 

Reference 

1. L.W. Banks, "An Ultrasound Imaging System," Hewlett-Pack- 
ard Journal, Vol. 34, no. 10. October 1983, 

CORRECTION 

In Ihe Octooer issue the formula lor l„ , on page 20 loft out a lactor ol Sir The correct 
lormula is 

f m . s = (v e „/27r)/I7LH 
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Ultrasound System Software 



Coordinating the operation of the complex subsystems in 
HP's ultrasound imaging system is a comprehensive 
software system using an internal bus based on the HP-IB. 

Joseph M. Luszcz, William A. Koppes, David C. Hempstead, and Robert J. Kunz 



SOFTWARE IS AN INTEGRAL PART of the HP 
77020A Ultrasound Imaging System. It implements 
all control actions and gives the system its "person- 
ality." The software sets up the hardware, controls image 
acquisition, and processes physiological data such as ECG 
and heartsound waveforms. In addition, computational fea- 
tures such as cardiac and obstetric analysis are im- 
plemented in the system software. 

The software is responsible for coordinating three sub- 
systems: the 77200A Scanner (page 13), 77400A Display 
Subsystemfpage 20), and 77900A Controller (page 3). Each 
subsystem contains its own 16-bit proprietary micropro- 
cessor. 

The scanner software sets up and times the generation 
and reception of the acoustic lines used to create the ul- 
trasound image. The display subsystem software sets up 
the high-speed interpolating hardware to accept the acous- 
tic line data from the scanner. It also controls the writing 
of text and graphics and the video generation circuitry, 
further, it supplies image data to the controller when 
needed to produce hard-copy records. The controller soft- 
ware continually monitors the state of the front-panel con- 
trols, along with any other inputs that might require a re- 
sponse by the system (such as the detection of the R wave 
in the ECG waveform). When an input is detected that 
demands a response by the system, the required changes 
are initiated by the controller software. In addition to im- 
plementing the operator interface and coordinating the sys- 
tem hardware, the controller software also controls the gen- 
eration of all hard copy produced by the system. 

Coordination of the three subsystems is accomplished 
by sending commands from the controller to the other sub- 
systems over the 77020A System's internal HP-IB (IEEE 
488). The processing of commands received by each subsys- 
tem typically results in the activation of one or more soft- 
ware modules within that subsystem. At the lowest level, 



data flow and processing changes are implemented by writ- 
ing and reading various hardware registers. In some cases 
data is returned over the HP-IB in response to the transmit- 
ted command. 

In addition to hardware control and system coordination, 
the ultrasound system software also provides a variety of 
data processing capabilities such as the sampling, compres- 
sion, smoothing and display of physiological waveforms. 
Recently, a new software package was integrated into the 
system to allow a clinician to analyze the images generated 
on-line, and produce clinical reports. Without the flexibil- 
ity provided by a software-based system, enhancements 
such as these would not be possible. 

The HP-IB in the Ultrasound System 

The three ultrasound subsystems communicate as de- 
vices on an internal bus based on the HP-IB structure. A 
proprietary LSI chip called PHI is used to interface the 
processor within each subsystem to this bus. The 77900A 
Controller serves as bus controller, while the 77400A Dis- 
play Subsystem (DSS) and 77200A Scanner act as talkers 
and listeners with no control capability. A special protocol 
is followed by all subsystems using the bus. This protocol 
serves four purposes: 

■ It allows a command to be transmitted only when the 
destination device is ready to receive it. 

■ It provides several different priority levels for commands 
to the same device, permitting each subsystem to execute 
several commands concurrently at different priorities. 

■ It provides some synchronization between devices. 

■ It provides error checking and the ability to retransmit 
commands received in error. 

Using the ultrasound system communication protocol, 
three different kinds of data transfers take place between 
the controller and the other subsystems. These are: 

■ Mnemonic commands — multiple-byte commands sent 
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by the controller subsystem, consisting of a secondary- 
address marking the transfer as a mnemonic command, 
a byte indicating the command priority level, two ASCII 
bytes designating the command, optional parameter 
bytes, and a checksum byte. 

■ Secondary listen address commands — simple com- 
mands consisting of only a secondary listen address sent 
by the controller to the DSS or scanner. 

■ Input transfer with secondary talk address — data trans- 
fers from the DSS or scanner to the controller. 

The protocol makes use of various HP-IB structures to 
transfer these three kinds of data while providing the de- 
sired handshaking and error detection. All transfers are 
between the controller and one of the noncontrolling de- 
vices, never between two noncontrollers. The key feature 
of the protocol is that a transfer can only take place with 
a device that has signaled its readiness to process a transfer 
with an affirmative parallel poll response. 

When the system powers up or is reset, the internal HP-IB 
is prepared for communication by the bus start-up se- 
quence. This sequence begins when the controller sends 
the interface clear signal IFC followed by remote enable 
REN. Each device responds with a service request SRQ and 
the controller confirms receipt of the SRQ by sending a 
specific secondary listen address to each device. On receipt 
of the secondary address, each device cancels the SRQ and 
responds affirmatively to a parallel poll, indicating it is 
ready to process the first command. 

When the controller wishes to send a mnemonic com- 
mand to a device, it first checks that the parallel poll re- 
sponse is affirmative from the device in question. The de- 
vice is addressed with the secondary listen address 31 to 
indicate that a mnemonic command is being transmitted. 
Then command bytes are sent. When a command byte is 
received, the device changes its parallel poll response to 
negative. The last byte of the command is a checksum byte, 
but it is not transmitted by the controller until the parallel 
poll response from the addressed device is verified as nega- 
tive. The device then compares the received checksum byte 
against the sum of the command bytes it has calculated. If 
they match, the parallel poll response is set true once again. 

If a checksum mismatch is detected on the receipt of any 
mnemonic command , the device delays the setting of paral- 
lel poll true and SRQ is asserted instead. When the control- 
ler detects an SRQ, it conducts a serial poll to determine 
which device is requesting service, then inputs status bytes 
from that device to determine the reason for the SRQ. In 
this case, the status indicates a command checksum error 
has occurred, so the message is tagged to indicate this and 
is retransmitted when the device is available. After sending 
the status bytes, the device once more sets parallel poll 
true, indicating its readiness to receive another command 
(which may be a retransmission of the previous command). 

One special type of mnemonic command is a primary 
command to the DSS. This command reinitializes the DSS 
into a new screen format, and any processing begun on tin; 
old screen format must be discarded so as not to clutter 
the new screen. A special secondary address (30) is sent 
instead of the standard address to identify the command 
as primary. When parallel poll is asserted after this com- 
mand is received, the DSS clears its queues of all commands 



being processed except for the primary command, and the 
controller simultaneously discards all queued commands 
for the DSS. thereby setting the two subsystems to known 
and consistent states. 

A device can process several commands concurrently at 
different priority levels. Separate queues are maintained 
for the device, one queue for each command level, and a 
command is sent to the device on a given priority level 
only after the previous command on that level has been 
completed. The first command byte is the level number, 
indicating to the device the priority this command is to be 
given. The controller is informed of the completion of pro- 
cessing the current command on a priority level through 
an SRQ followed by status bytes, similar to the way a 
checksum error is reported. When this is done, that priority 
level is tagged as available, and another command can be 
transmitted at that level. 

In some instances, the message to be transmitted is very 
brief, such as a pulse indicating it is time to generate the 
next M-mode line for the primary display. Here, fast pro- 
cessing is important and the information content of the 
message is minimal. Instead of a mnemonic command, just 
a secondary listen address is transmitted as a code specify- 
ing the desired action, and no handshaking or error detec- 
tion is performed. The only requirement is that the parallel 
poll response from the device must be affirmative before 
the secondary address is sent. 

Often data must be transferred from the DSS or scanner 
to the controller. When this is done, a secondary talk ad- 
dress to the device indicates the type of data expected in 
the transfer. A checksum byte is sent as part of every input 
transfer, and the controller processes an error in a way 
appropriate to the type of transfer. In some cases, it just 
inputs the same information again, while in other cases, 
such as when only one column of a screen image has an 
error, action is taken only after several checksum errors 
occur. 
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77900A Controller Software Design 

The controller software operates in an environment in 
which there are multiple inputs and outputs, each with its 
own set of timing considerations (see Fig. 1). Because of 
the varied requirements, a flexible and responsive software 
structure is needed. The structure chosen to meet these 
needs consists of a set of concurrent tasks and an interrupt 
processing capability. This concurrent program environ- 
ment is created by using a real-time operating system. 

The operating system is based upon an executive im- 
plemented for the HP 78500 Patient Information Center. 
This operating system is a compact software package pro- 
viding priority scheduling of processes, critical regions, 
semaphores, interrupt processing and return, and a lowest- 
priority idle process allowing background debugging dur- 
ing software development. 1 A number of enhancements 
were made to this executive to meet the needs of the ul- 
trasound system. These enhancements include dynamic 
memory allocation, message buffers sent with and without 
wait, and bank-switching memory control. 

Dynamic memory is required to pass pieces of informa- 
tion from one process to another. This information is passed 
by using the message buffer facility. One example is the 
passing of the reception of a keystroke from the key scan- 
ning process to the process that performs the desired action 
for that keystroke. In this case, a block of memory contain- 
ing the key process information is sent without wait to the 
keystroke processor. 

Bank switching makes it possible to assign large amounts 
of program ROM (presently about 50K words) to a limited 
address space (36K) by providing several sets (banks) of phys- 
ical memory in the same address space, with only one 24K 
bank enabled at a time (see Fig. 2). This bank switching is 
accomplished through (he setting of the bank select register. 
One section of the ROM address space is not switchable 
and is called the common ROM area. Each process is loaded 
so that it and the subroutines it calls reside entirely in one 
bank and/or in the common ROM area. The priority 
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Physio 

Real-Time Clock 



scheduler (which itself resides in the common ROM area) 
selects the proper bank before branching to the address of 
the process being scheduled. Thus, program execution re- 
mains in the selected bank until an interrupt occurs and 
the scheduler is called upon to start another process. 

Within the concurrent program environment created by 
the operating system, many processes are set up to perform 
the needed processing in the controller (see Fig. 3). Each 
process executes when required by some external event 
(signified by some interrupt) or as determined by the output 
requirements of the task. Some of the major processes are 
described in detail below. 

Timekeeping. A processor interrupt occurs every 5 ms. 
Every fourth interrupt, a semaphore is signaled by the in- 
terrupt handler. A timekeeping process, KEEP.TIME, waits 
for the semaphore, and when it is received, a list of count 
values called the timetable is scanned. Items in this list 
are set by processes that require real-time intervals to be 
measured . Each counter is set to the nu mber of milliseconds 
in the desired interval, and KEEP.TIME decrements each 
nonzero counter by 20 ms each time it runs. If a counter 
value becomes zero or negative, the corresponding process 
is signaled. 

Keyboard Scanning. No key-scanning LSI interface chips 
are used in the 77020A Ultrasound System. Instead, the 
control panel is interfaced to the controller's micropro- 
cessor as memory, with each word containing the states 
(released or depressed) of eight keys. The key-scanning 
process KEY_SCAN is signaled every 20 ms by the timekeep- 
ing process. 

Each time KEY_SCAN runs, it compares the state of each 
key with the last known state. If the state is different, a 
possible transition is noted for the key. During the next 
pass, KEY_SCAN checks the possible transition, and if the 
key still differs from its old state, a key transition is noted 
and a message indicating the keystroke is sent to the process 
KEY_ROUTINE_SELECT. Both downstrokes and upstrokes for 
a key can be processed. This double-pass key scanning 
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provides some noise immunity, since a key transition last- 
ing less than 20 ms is rejected. 

When KEY_ROUTINE_SELECT receives a key message from 
KEY_SCAN. it looks up the key in a table and finds the 
address of a subroutine to call. This subroutine performs 
the processing required for the selected key. As part of that 
processing, it may signal other processes or set a timetable 
value to begin repetitive processing (as for cursor motion 
control). 

KEY.SCAN and KEY_ROUTINE_SELECT are separated in 
this way so that the keyboard scan rate is not affected by 
the amount of processing required for any one key. By 
making the scanning and processing independent, the 
operator enjoys a fast-response keyboard and the key pro- 
cessing can be done without regard for the effect of the 
processing time on keyboard performance. 
HP-IB Input and Output. The scanner and display subsys- 
tems are interfaced to the controller much like peripheral 
devices are interfaced to a general-purpose computer. Pro- 
cesses in the controller communicate with the two external 
subsystems by sending read and write requests to the HP-IB 
I/O process via system messages (see Fig. 4). Each message 
contains the device address, the secondary address, the 
transfer length, and the source or destination address of 
the data in memory. The HP-IB I/O package then performs 
the requested bus transfer. For buffered output, the process 
builds the message in a dynamic memory block, and the 
HP-IB I/O software releases the memory after the transfer is 
completed. For input or unbuffered output, the message is 
sent to the HP-IB I/O process with wait. The sending process 
is immediately suspended and later restarted by the HP-IB 
I/O software after the transfer is completed. 

A tree-like queue structure exists for handling the input 
and output requests pending for the HP-IB (see Fig. 5). The 
HP-IB I/O process adds the specified message to the proper 
message queue and signals the HPIB.QJSMPTIER process. 
This process examines the queues and finds the next eli- 
gible message. It builds a data table called the driving table, 
which describes the characters that must be sent to and 
from the PHI interface chip for the desired transfer to occur. 
Then HPIB.QJSMPTIER enables PHI interrupts, and an inter- 
rupt brings control to the PHI interrupt handler. Using the 
driving table as a guide, the interrupt handler reads and 
writes the required characters to the PHI chip. Upon com- 
pletion of the transfer, the PHI interrupt handler updates 
the queue and signals HPIB.QJSMPTIER to check for another 
transfer pending in the queue. If there is one, the pending 
message is processed in the manner just described. Other- 
wise, HPIB.Q_EMPTIER suspends operation and waits for a 
new signal indicating that the queue status has changed, 
whereupon it begins the above process all over again. 
Display Formatting. Any process in the controller can 
change the variables describing the format of the display. 
When this is done, the process signals another process 
called the FORMATTER. The FORMATTER'S job is to rebuild 
the format of the display by sending a set of HP-IB com- 
mands to the scanner and DSS. The first command of the 
set is the primary command. The primary command allows 
a synchronized clear of all pending DSS commands. The 
building of the new screen format can therefore proceed 
without interference from previously buffered commands. 



The primary command is followed by text and graphics 
commands to generate the desired display. 
Video Cassette Recorder Control. Control of an external 
\ideo cassette recorder (VCR) is provided through the 
77020A s control panel or through the VCR's front-panel 
controls. Status lines from the recorder are monitored and 
the states of the 77020A and of the VCR are maintained by 
the controller software. If a 77020A VCR control is pressed, 
the software responds by updating the system state and 
setting a corresponding VCR state through a remote-control 
VCR interface. If instead the VCR controls are perturbed, 
the software recognizes the change of status and changes 
the 77020A System state to correspond to the new VCR 
state. The 77020A then displays the current VCR state on 
its control panel. If the current VCR state is a playback 
state, the DSS is commanded to select VCR input video as 
a signal source rather than scanner image data, and the 
scanner is commanded to stop scanning. 
Stripchart Recorder Control. A finite state machine in the 
controller software controls the operation of the stripchart 
recorder (see Fig. 6). Valid state machine inputs consist of 
CHART and FRAME keystrokes and timing signals from the 
timekeeping processes. Using these inputs, a new stripchart 
state is selected, and the stripchart recorder is controlled 
to match its operation to the new state. This type of control 
permits features such as automatic paper development after 
recorder shutoff and proper paper speed changes when 
changing from FRAME to M-mode recording. 

77200A Scanner Software Design 

The software for the scanner performs three major func- 
tions. First, a scanning loop is run during normal system 
operation to control the scanning process. Second, the soft- 
ware handles the communication with the controller via 
the internal HP-IB. Finally, the software is responsible for 
taking control of scanner hardware functions during resi- 
dent tests and for coordinating those tests within the scan- 
ner. 

The loop software in the scanner accounts for about 2K 
of the 12K of code space currently used. Once the power-on 
sequence is completed, the scanner's microprocessor con- 
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tinually executes code in the scanning loop except for the 
occasional HP-IB command and associated processing re- 
quirements. This loop sets the hardware action of obtaining 
a line of acoustic data into motion. The sector display is 
made up of 121 radial acoustic rays originating at the face 
of the transducer. Each line is assigned a number, with 0 
indicating the center line. Lines to the left of center have 
decreasing numbers, those to the right have increasing 
numbers. Scanning occurs from left to right and a complete 
sequence of 121 lines numbered from -60 to +60 consti- 
tutes a frame. 

The line sequence is under software control to allow for 
two different modes of operation. In the sector-only mode, 
lines are transmitted in sequential order. In M-mode, scan- 
ning alternates between sector lines and M-mode lines. 
The M-mode lines provide high-speed data to the stripchart 
recorder for hard-copy output. In addition, the controller 
periodically commands the scanner to transmit an extra 
M-mode line to the display. The approximate rate of M- 
mode lines to the recorder is 900 Hz. while the rate to the 
display varies with the setting of the CHART SPEED control. 

Acquiring data for a scan line involves a software- 
hardware handshake using a signal called BUSY (see Fig. 
7). While the scanner is receiving acoustic information. 
BUSY is true. This signal disables the microprocessor's ad- 
dress and data buses from the motherboard to reduce digital 
noise in the sensitive acoustic receiver circuitry. In the 
meantime, the processor computes the control words for 
the next scan line. This process takes much less than the 
208 /is available to the software. Therefore, interrupts are 
enabled and HP-IB commands are read from the bus and 
queued in memory for action after the end of the current 



frame. After calculating the control words, the processor 
enters a wait loop, polling the BUSY signal until a false 
logic level is detected. The processor then loads some hard- 
ware registers with control values for the next line and 
instructs the hardware that the next line is ready- A syn- 
chronous timer pulse initiates the process for the next line. 
The software must always lead the hardware from the time 
BUSY goes false to the synchronous timing pulse. This time 
is 67 /is in the worst case. The timing constraints result in 
275 fis per line, yielding a 30. 05-Hz frame rate for 121 lines. 
As stated previously, the processor has time to accumu- 
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late HP-IB commands during the time that the lines are 
being scanned. Secondary-address HP-IB commands are 
processed as they are received. In most cases, the action 
is taken immediately after reception of a command, as for 
M-mode triggers, requests for status, and the like. However, 
in the case of a secondary address indicating a mnemonic 
command to follow, the mnemonic and associated param- 
eters are instead placed in a buffer for processing during 
the next interframe interval. At the end of the frame, a 
check is made to see if any mnemonic command is buffered, 
and if so. it is executed. Since all mnemonic commands 
change the display format and thereby destroy the frame-to- 
frame continuity, processing them between frames causes 
no violations of the 30-Hz frame rate. 

77400A Display Subsystem Software Design 

The DSS software controls the DSS hardware and main- 
tains the displayed information, including sector display. 
M-mode tracings, physiological waveforms, characters, 
special symbols, and custom graphics. To perform this job, 
the software must coordinate the reception of HP-IB com- 
mands with real-time interrupts and generate correct im- 
ages on the screen. To handle these requirements simul- 
taneously, concurrent processing is required. An operating 
environment allowing concurrent processes with some 
operating system constructs is implemented by o task man- 
agement system, or TMS (see Fig. 8). 
Task Management System. TMS operation centers around 
a prioritized list of tasks, ready to execute, called the PRO- 
CF.SS.Q. This list maintains the status of each priority level. 
A level is either dormant, ready to run but not yet started, 
or currently executing. With this structure there can be 



only one task on a level at any time. There is no queueing 
on levels within the DSS. This allows the user to define 
the priority of a task, knowing that the task will run to 
completion before a lower-priority task executes. Thus 
commands that must execute quickly, such as those draw- 
ing the physiological waveforms, are able to interrupt 
lower-priority tasks such as the commands that draw 
characters. After the higher-priority task is completed, the 
interrupted lower-priority task is resumed. 

Given the prioritized list of tasks, only a limited set of 
operating system constructs is needed. A few are used sim- 
ply to allow the system to execute, such as putting a task 
on the list ready to run (dispatching a process), taking a 
task off the list when it has completed (exiting a process), 
selecting the highest-priority task ready to run (selecting 
next process), and initializing the list to start. Two addi- 
tional constructs are needed in the DSS software: one to 
suspend a task in progress, allowing lower-priority tasks 
to run, and one to resume a suspended task. 
HP-IB Command Processing. One of the major jobs of the 
DSS software is handling the HP-IB commands. The inter- 
rupt capability of the PHI chip is used to signal when bytes 
are received over the HP-IB. This allows a process to be 
dispatched to handle the command bytes as they come 
over the bus. This task is dispatched on the highest-priority 
level and therefore continues reading bytes until comple- 
tion without any lower-priority tasks running. This task 
follows the ultrasound system's HP-IB protocol and carries 
out the handshake sequence. As the bytes of the command 
are read in, they are stored in a RAM buffer. There is a 
buffer for each level in the PROCESS.Q. Since all mnemonic 
commands are received with an HP-IB level, this level 
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number is mapped into an internal PROCESS.Q level, and 
the bytes are stored in this level's buffer. Since only one 
task is running on any given level, there is no conflict in 
accessing the RAM buffers. After the entire command is 
received, action is taken based on the command type. If 
the command is not a primary command, it is immediately 
dispatched at a priority corresponding to the command 
level. If the command is a primary command, a special 
HP-IB handshake is performed to lock the controller and 
DSS together in time. With the two devices synchronized, 
all real-time commands in the queue and in progress are 
flushed, leaving no possibility of deadlock. After this hand- 
shake is completed, the primary command is dispatched 
for immediate execution. 

When a task is dispatched, it is placed in PROCESS_Q 
ready to run. There is a separate task for each HP-IB com- 
mand received. Each task interprets the parameters re- 
ceived over the HP-IB differently, getting them from the 
RAM buffer for its own level. When command execution 
is completed, the controller is notified through a service 
request and subsequent status transmission. 
Display of Physiological Waveforms. Depending on the 
selected display format, one or four channels of physiolog- 
ical waveforms, such as ECG, heartsound, or pressure 
waveforms, can be displayed on the screen along with ul- 
trasound image data. These channels are sampled in the 
controller and sent to the DSS for display, one column at 
a time. The rate at which columns are sent to the DSS 
determines the speed at which the waveform is presented 
on the screen; one column every 50 ms produces a display 
speed of 10 mm/s, while one column every 5 ms produces 
a 100-mm/s display speed. The DSS accepts these 
physiological data points and applies a smoothing al- 
gorithm, yielding a display of the physiological waveforms 
from the discrete display memory that doesn't look jagged 
or "steppy." 

Quantitative Analysis 

Besides the anatomical and functional information avail- 
able in an ultrasound image, significant quantitative infor- 
mation can be obtained from both the two-dimensional and 
M-mode presentations. Two medical specialties in particu- 
lar that can benefit from this kind of quantitative study are 
cardiology and obstetrics. The computational power of the 
16-bit microprocessor used in the controller, together with 
the graphic display capabilities inherent in the DSS, pro- 
vide an environment well suited to the implementation 
of a quantitative analysis capability. 2 

To manipulate the numerical values involved in mea- 
surements and calculations, a floating-point data represen- 
tation is required. For this purpose, a software floating- 
point library provides the arithmetic functions ADD, SUB- 
TRACT, MULTIPLY. DIVIDE, SQUARE ROOT and EXPONEN- 
TIAL. A data format is used that is very well suited to the 
microprocessor's instruction set. This format consists of a 
single- or double-word two's-complement mantissa with a 
single-word two's-complement exponent. All input values 
are stored with a single-word mantissa, while all inter- 
mediate calculations are carried out with double-word 
mantissas to maintain accuracy during the calculations. 
Final results are displayed with three-significant-digit pre- 



cision. 

Error Processing 

Extensive error checking is built into the operating soft- 
ware in all three subsystems. A key feature of the error 
handling software is the use of an error log — a list of error 
codes recorded and maintained in nonvolatile memory. 
Errors detected in any subsystem are reported to the con- 
troller via the internal HP-IB. From the controller, they are 
reported to the operator and written to the error log. The 
contents of the error log can be retrieved by service person- 
nel for diagnosis of many hardware faults. In addition, 
logging the existence of the errors gives valuable clues to 
resolving problems caused by errors that are difficult to 
reproduce. 

For several types of errors, it is possible to report the 
error directly to the operator, log it, and continue normal 
operation. If recovery is not possible for the particular error 
being processed, the 77020A enters a state of operation 
known as default mode. In this state, the scanner software 
independently sets up the scanner to scan a fixed-depth 
sector and the DSS is similarly set up to display it, if pos- 
sible. Only direct imaging controls such as TRANSMIT 
power, receive COMPRESSION, and TGC (time gain compen- 
sation) are active. When a nonrecoverable error occurs, it 
is not known whether the system hardware is capable of 
producing an image, but the attempt is made anyway. This 
permits emergency use of limited system capabilities in 
the presence of a hardware failure. Most users would 
choose not to use the system in this condition, but it is felt 
that the default mode operation is preferable to no opera- 
tion at all, should the failure occur at an inopportune mo- 
ment during a patient examination. 

Resident Tests 

The 77020A Ultrasound System has extensive self-test 
capability which can be used to verify that the system is 
functioning properly before it leaves the factory, and to 
isolate hardware failures in the field. 

Every time the system is turned on or reset, a series of 
tests called core tests is run in each subsystem. If all three 
subsystems pass their core tests, the ability of the subsys- 
tems to work together is tested. Handshake tests make cer- 
tain that all basic bus control functions are operational. 
Loop tests assure that the three subsystems can communi- 
cate with each other under normal bus protocol conditions. 

Additional test sets can be run at the discretion of the 
user. The first of these is initiated by putting the system's 
test switch in the BASIC test position. BASIC tests are in- 
tended to verify the proper operation of all essential 
hardware not tested in the core test sequence because of the 
length of time required to execute them. 

If the test switch is set to the INTERACTIVE test position, 
the system enters interactive test mode. The interactive 
tests are intended for use mainly by field service personnel 
to isolate hardware failures to at least the board level. 

The self-test software used by the 77020A has been im- 
plemented in much the same way as the normal mode 
software. A software module in the controller, referred to 
as the resident test executive, has the responsibility for 
providing the user interface and for coordinating the execu- 
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tion of the tests. Test commands are entered through the 
keyboard and are interpreted by the resident test executive, 
which then sends out commands to the three subsystems. 
Each of the subsystems, including the controller, has a 
subsystem test coordinator which carries out the actual 
execution of the tests and reports the results back to the 
test executive. Communication with the controller's test 
coordinator is carried out using message buffers, whereas 
communication with the DSS and scanner test coordinators 
takes place over the HP-IB. 

The results of the tests are displayed on the primary 
display and a five-digit hexadecimal display. The test re- 
sults are redundantly displayed in case the DSS cannot 
output data to the primary display. In addition, each of the 
subsystems has its own hexadecimal display, located on 
the subsystem's processor card, which is used to indicate 
the failure of a core test. This allows testing each of the 
subsystems' core hardware independently. 
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Electronic Scanner for a Phased-Array 
Ultrasound Transducer 

This subsystem controls the transmission and reception of 
ultrasound pulses by 64 transducer elements to scan a 90° 
sector and collect data for an ultrasound image. 

by Ronald D. Gatzke, James T. Feamside, and Sydney M. Karp 



THE BEAM OF ULTRASOUND PULSES transmitted 
and received by the transducer for the HP 77020A 
Ultrasound Imaging System 1 is directed and focused 
by controlling the timing of the excitation and received 
signal for each transducer element. To understand how 
this works, consider the hypothetical phased-array system 
shown in Fig. 1 , This system consists of n parallel channels, 
each with its own transmitter and receiver. Each transmitter 
outputs a short-duration ultrasound pulse into the human 
body. This pulse is partially reflected back to the transducer 
array by various structures and tissues in the body. The 
receivers detect the reflected acoustic energy and send the 
resulting signal from each element to a delay mechanism 
and a summing junction. 

Transmit Steering and Focusing 

By appropriate choices of the delay settings, beam steer- 
ing can be done. If the transmit delays are set so that the 
delay -i, for element i is equal to (i - 1)T. then an acoustic 
wave is launched from element 1 at time 0, followed by a 



wave from element 2 at time T. and so on. Referring to Fig. 
2a. these waves add together to form a composite plane 
wave traveling in a direction from the normal to the array 
according to the equation 0=sin"'(Tv/D), where v is the 
velocity of sound in the body, D is the centerline spacing 
of the elements, and T is the delay between adjacent ele- 
ments. The composite wave also can be formed into a non- 
planar wave by choosing a specific delay for each element. 
An appropriate combination of delays can result in a curved 
wavefront that converges (is focused) at a single point (see 
Fig. 2b). 

Receive Steering and Focusing 

Reception of a wave operates in a reverse manner. A 
planar wave reflected from a target located 8 degrees away 
from the array's axis of symmetry arrives at each element 
at a different time. The response of each element is 
amplified, delayed, and then added to the other element 
responses by the summing junction (see Fig. 1). Construc- 
tive addition of the element responses occurs when the 
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delay for each element i is adjusted to a value equal to 
(i-l)(D/v)sin0. 

In an actual imaging situation, waves reflected from 
targets in the body arrive at the array as curved wavefronts 
whose radius of curvature increases with the depth of the 
target. It is possible in a phased-array system to alter the 
delay settings dynamically so that the delay profile across 
the elements will track this variation in curvature as shown 
in Fig. 2b. This allows the array to be focused on targets 
at progressively increasing distances, providing the array 
with an extended depth of field. 

Resolution 

The resolving power of any ultrasound imaging system 
is dependent on the acoustic beamwidth, which can be 
checked by measuring the system's spatial impulse re- 
sponse. These beamplots are made by moving a small point 
reflector in an arc around the array. A typical result is 
shown in Fig. 3. The shape of the acoustic beam is control- 
led by the array element spacing, element weighting, 
number of elements, transducer response, the transmitted 
pulse waveform, and the receiver bandpass characteristics. 
In the narrowband case when the target is placed at infinity, 
sidelobes occur at 0 = sin -1 (m\/W), where m is thesidelobe 
number (1, 2, 3,...), A is the acoustic wavelength, and W is 
the width (aperture) of the array. 

The sidelobe floor of the beam pattern is controlled by 
aperture width, transducer vibration modes, and the 
amount of error allowed when setting the delay for each 
element. Because body target scatter cross sections can vary 
as much as 50 dB, it is desirable to have the sidelobe floor 
more than 50 dB below the peak amplitude of the main 
beam. 

If all elements have equal weighting (same gain), the 



sidelobe amplitudes fall off at the rate 4/(-ir(2m + l)) 2 . Grat- 
ing lobes arise because the array contains a number of 
discrete receivers rather than the ideal case where radiation 
is received continuously across the aperture. The peak of 
each grating lobe occurs whenever two adjacent elements 
satisfy the equation (D/x\)(sinfV- sinflj = 1, where 6* is the 
angle to the target. 0 o is the angle of the transmitted beam, 

and x = l,2,3 These unwanted grating lobes lead to a 

false image (artifact). If the element spacing is made suffi- 
ciently small, say D = \/2, then there is no combination of 
target and beam angles (for angles less than ±45°) that 
satisfies the above grating lobe peak equation. 

The elevation beamplot is similar to the azimuth plot 
with the exception that grating lobes are absent because 
the reflected pulse is received continuously across the 
height of the array. 

Axial (target distance) resolution is determined by the 
system's time response. Short ultrasound pulses yield bet- 
ter axial resolution; therefore, large transducer and scanner 
bandwidths are required. 

The spatial response of the system for any target can be 
found by performing the appropriate three-dimensional 
convolution with the system's impulse response. For a 
point target, this operation yields an ellipsoidal resolution 
cell as shown in Fig. 4. The azimuth and elevation resolu- 
tions remain approximately constant at a given depth for 
subtended angles less than ±45°. However, as target depth 
increases, the resolution cell changes shape, becoming 
larger in both elevation and azimuth dimensions. Deep 
targets, then, are not as well resolved as shallow targets. 

Physical Constraints 

Several physical properties of ultrasound imaging must 
be considered in determining the best compromise for dif- 
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Fig. 2. (a) Phased array radiating 
a plane wave at an angle 8 with a 
velocity v. (b) Phased array radiat- 
ing a wave focused at a point P. 
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Fig. 3. Plot of beam intensity versus azimuth angle lor 
an acoustic beam directed normal to the phased-array 
transducer. 
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Fig. 4. Definition of resolution cell with dimensions versus 
frequency for - 6-dB response 

The dynamic range of the received ultrasound signal can 
span 100 dB from imaging bright shallow targets to dim 
distant targets. Because visual displays typically have a 
dynamic range less than 40 dB, it is customary in ul- 
trasound imaging systems to increase the receiver gain with 
the depth of the source of the acoustic echoes. Since the 
time an echo is received is directly related to depth, this 
varying gain function is called TGC (time gain compensa- 
tion). To map the 100 dB of input dynamic range into the 
40 dB of display range, the TGC function must increase 
the receiver gain over a 60-dB range. 



fering imaging requirements. The 77020A operates at three 
frequencies: 2.5. 3.5, and 5.0 MHz. The higher-frequency 
transducers provide shorter pulse responses and acoustic 
wavelengths, so they provide better axial resolution. 

The temptation to use high-frequency transducers for all 
imaging is tempered by the frequency-dependent nature of 
the attenuation of ultrasound in the human body. This 
attenuation, a function of both distance and frequency, is 
typically 0.7 dB/MHz-cm. Therefore, for any given target 
depth, a 5.0-MHz wave will experience twice the dB attenu- 
ation of a 2.5-MHz wave. This severely limits the maximum 
depth for ultrasound imaging. The 77020A can typically 
image targets 24 cm deep at 2.5 MHz, 16 cm deep at 3.5 
MHz, and 13 cm deep at 5.0 MHz. 



Hardware Architecture 

Fig. 5 shows a functional block diagram of the 77200A 
Scanner. The 64-element transducer array is driven by 64 
individually delayed pulse generators and FET amplifiers. 
The outputs of the transducer elements for a received pulse 
echo are amplified by the receiver boards and added to- 
gether on the summing delay boards. The summed RF sig- 
nal is processed and detected by the video processor and 
digitized for transmission to the 77400A Display Subsys- 
tem. The processor board determines the angle and the 
order in which each of the ultrasound scan lines is trans- 
mitted and received to form the ultrasound image. It also 
commands the coefficient memory board to load the delay 
settings for transmit and receive steering and focusing of 
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Fig. 5. Block diagram of scanner 
system. 
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A Mixing Scheme to Focus a Transducer Array Dynamically 



by Robert N. McKnight 



An acoustic echo from a point in the human body reaches 
each element in the transducer array after some propagation 
time. This time is different for each element and depends only 
on the distance between each element and the point because 
the velocity of sound (1540 m/s) in soft tissue is essentially con- 
stant. These differences in path length can be electronically com- 
pensated to focus the array on the point, in effect enhancing 
reception of the echoes from the desired point and suppressing 
reception of echoes from other areas of the body. This is done 
by using delay lines and phase shifters that are combined so 
that the echoes from the desired focal point are coherently 
summed (see Fig 1). The delay line and phase shifter combina- 
tions are electrically varied very rapidly to focus the array at 
points deeper and deeper in the body along the direction of the 
incident ultrasound pulse. The result is that every point in the 
displayed ultrasound image is in focus. 

However, it is not easy to implement a dynamically focused 
system of 64 array elements at a reasonable cost. To see why 
this is so, consider the requirements for dynamic focusing if it is 
implemented in a straightforward manner. From simple geomet- 
rical considerations, it can be shown that for a 64-element array 
with half-wavelength element spacing, a delay of up to 9 jxs is 
required to scan a 90° sector electronically. The accuracy with 
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Fig. 1 . (a) Block diagram of simple transducer array system, 
(b) Signals received at each transducer, and signals after 
passing through the appropriate delay for each element. 
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Fig. 2. Diagram of single channel showing mixing and delay 
elements. 

which coherent summation for each point can be achieved de- 
pends on how well the echoes received by each element are 
aligned in time. This means that the delay chosen for each ele- 
ment must be accurate to within a fraction of a period for an 
acoustic wavelength. For example, at 2.5 MHz the acoustic 
wavelength in the body is 0.6 mm, corresponding to a period of 
about 0.4 /xs. Hence, the delay line for each channel must be 
segmented into 200 or more delay elements to obtain adequate 
focusing. Thus a system of 64 such channels would require over 
10,000 delay elements and as many switches to connect the 
received signals to the proper segment of each channel's delay 
line. This would be prohibitively expensive, and too bulky for a 
mobile system. 

Let us alternatively suppose that the return echo can be readily 
modeled as a wave of the form r(t) = A(t)cos(u> 0 t + <Mt)), where 
the amplitude and phase are slowly varying relative to the center 
frequency u 0 . Given this situation, we can determine that coher- 
ent addition may be achieved by using coarsely quantized delay 
lines to align the amplitude envelopes and phase shifters to align 
the phases. Mathematically, the argument is analogous to that 
for the Shannon sampling theorem for a band-limited system, 
where the important parameter is the signal bandwidth, not 
merely the highest frequency. This tradeoff of delay line accuracy 
for phase shifters permits a substantial reduction in hardware 
complexity and cost without degrading performance. 

A particularly useful way to implement the phase shifters is 
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Fig. 3. Simplified block diagram of system using mixers for 
each channel and a single tapped delay line to sum the 
channel signals. The phase CI, of the mixing frequency for 
each channel is chosen to provide the desired delay for that 
channel. 
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with mixers This is accomplished by generating from a very 
high-frequency clock a set of lower-frequency clocks all of the 
same frequency, but offset from each other by some small fraction 
of a period Thus, we have a set of mixers whose local inputs 
are cosset + ft,). cos(u>,_ 0 t + f^), 005(0^01+ ft„). The use 
of mixers has the additional advantage of shifting the signal 
spectrum to lower frequencies, which relaxes certain component 
tolerances as well as oelay line bandwidth requirements. The 
process of mixing before delay does ado an aoditionai phase 
correction term as we shall see. but this does not add complexity 
10 the hardware. 

To orient ourselves mathematically, let us consider the process 
of dynamic focusing during some comparatively short time be- 
tween two adiaceni focal points If we perceive the signal as 
originating from the focal pomi at time t=0. then the signal re- 
ceived at the ith receiver channel at time t = x, is 

f i(t) = r(t - t.) = A(t - T,)cosK(t - t,) + #1 - T,)) 

Now if $t - t,) = 4>, at the focal point, then we see that the appro- 
priate phase correction term to apply at the receiver is id 0 t, - 
Let us consider, however, what happens when we apply mixing 
before the delay (see Fig. 2). The signal at the mixer output is 

rifljcosfutot-flf) 



where the first term is me lower sideband product LSB and tne 
second term is the upper sideband product USB 

From here on. we consider only the LSB assuming that the 
USB will ultimately be filtered ouL We make the observation, 
however, that whatever phase correction n, we apply to tne LSB 
for phase coherence will not be the same for the USB If we now 
allow the signal to pass through a delay of mAT. we have the 
properly shifted phase coherent contribution ot the ith channel 
given by 

q,(t) = ( 7i)A(t - t, - mATjCOS((u> LO - ujf, t - mAT) — IX, h- u> B t, - 

where the phase correction term necessary for phase coherence 
is seen to be 

ft, = oj 0 t, - <ft - (io LO - ojjm AT 

For proper alignment of the amplitude envelopes, the delay mAT 
is chosen such that the total delay T, + mAT is approximately a 
constant over all channels. 

This last simplification permits an architecture based on a com- 
mon summing delay line rather than separate delay lines for each 
channel (Fig. 3) 



= (Vfe)A(t - T ,)cosK 0 t - ft, - Uo (t - T| ) - $) 
+ ( Vz)A(t - T,)COS(<o L ot - ft, + w 0 (t - T| ) + $) 



the acoustic beam. Focusing for each scan line is done by 
altering the mixer phases individually for each of the 64 
receiver channels. 

Transmit Circuitry. The transmit delay circuitry is a mas- 
ter/slave system designed using conventional MSI digital 
technology. There are 32 master and 32 slave channels 
arranged in alternating fashion across the array. A master/ 
slave cell is shown in Fig. 6. The master channel consists 
of counters which are loaded with the desired delay. A 
multiplexer selects one of several phase clocks to drive 
each counter and achieve the required delay between chan- 
nels. The outputs of the master counters are pipelined 
through two flip-flops that are clocked 180° out of phase. 

Each slave channel transmits at a variable time relative 
to the master channel on the right or on the left. The slave 
is programmed to select a master and one of that master's 
two flip-flops as a source to reclock a master transmit pulse 
in the slave's own output flip-flop. This ensures that for 
any relative delay needed by a slave, a pulse has already 
propagated through one of the two pipelined flip-flops and 
is available for reclocking. The slave's programming selects 
one of several different phase clocks to achieve the desired 
relative delay. Thus, the slave channels require no count- 
ers, greatly reducing the hardware required. 

The digital pulse output of the transmit delay generator 
is applied to high-voltage driver stages. These stages use 
power MOSFETs to step up the voltage and current to the 
levels required to drive the transducer elements. 
Receive Circuitry. The transducer array is connected to 
the receiver electronics through a protection network of 
high-voltage diodes. These diodes are forward-biased to 
provide low-impedance connections between each trans- 
ducer element and its receiver. When the transmit driver 



stages fire, the high-voltage transient reverse-biases the 
diodes, blocking the high voltage from the receiver inputs. 

The receiver section uses three groups of circuits (see 
Fig. 7). The output of each transducer element is coupled 
Clock Bus 
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Output 



Flip-Flop One 
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Fig. 6. Master/slave cells for the 64 channel transmitters. 
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to a low-noise amplifier whose input impedance matches 
the element's output impedance. A 2-dB noise figure is 
achieved by this stage. The amplified signaJ is then applied 
to the TGC amplifier, which adjusts its gain as a function 
of the time an echo is received. The gain can be varied 
over a 60-dB range by using a balanced differential 
amplifier whose output is directed either into the signal 
output path or to ground (see Fig. 8), The RF input to the 
TGC stage is converted into a current by Ql and Q2. This 
current is applied to differential pairs Q3 and Q4, and Q5 
and Q6. These devices divide the current, allowing only a 
fraction of the current to be coupled out of this stage. The 
TGC control voltage is varied with time and is synchronized 
with the transmit pulse. A nonlinear compensation circuit 
corrects for any nonlinearities in the differential stage at- 
tenuation response. 

The TGC control voltage variation can be specified by 
the operator through the eight TGC controls on the front 
panel of the 77020A. These controls are successively sam- 
pled by an 8:1 multiplexer and applied to an integrator as 
shown in Fig. 9. A sample-and-hold circuit samples the 
integrated waveform each time a new TGC control setting 
is switched into the network, causing the integrator to ramp 
at a rate proportional to the difference between the old and 
new TGC values. The integrated output is then used to 
control the gain of the TGC stage. 

The output of the TGC amplifier is applied to a balanced 




Fig. 8. TGC (time gain compensation) variable gain cell. 



mixer. This mixer down-converts the RF signal to a lower- 
frequency IF signal to match the bandwidth of the succeed- 
ing delay stages. It also acts as a phase shifter to correct 
the phase of the received transducer signals. 

Each mixer is driven by a mixer phase generator assigned 
only to that channel. This generator selects one of the 
phases of a digital clock. The selected phase is determined 
by a digital word appropriate to the observed target loca- 
tion. The clock is generated from the output of a ring 
counter operating at a multiple of the local oscillator fre- 
quency. 

The output of each mixer is sent to a variable delay stage 
and then to a summing node where all receiver signals are 
combined to provide a coherent output for each scan line. 
The summing delay architecture used here (Fig. 10) allows 
a significant reduction in the number of expensive and 
bulky analog delay lines required. Individual receiver 
channels are connected via a crosspoint switch to one of 
the many taps in a single delay line. Each of the signals 
received from each element in the transducer array is indi- 
vidually guided to the appropriate delay tap. The set of 
receiver delays is different for each of the 121 scan lines 
that make up the ultrasound image. 

The switch matrix is driven by the IF output from each 
receiver mixer. This IF signal is buffered by a differential- 
to-single-ended converter and fed to an M-position CMOS 
switch pole. The digital control word for each receiver is 
latched into a local memory in the tap selector to close the 
appropriate switch to connect the IF signal to the summing 
delay line. The IF signal for each receiver is then added to 
the differently delayed signals from the preceeding taps 
and the composite signal is delayed further by analog 
lumped-constant delay lines connected to the end of the 
summing delay line. 

To maintain maximum phase accuracy in the summing 
delay line, all stages are dc coupled. A dc sense amplifier 
on the summing delay line output stage samples the output 
and provides a dc correction signal to each series-con- 
nected summing node to maintain the maximum dynamic 
range in this stage. 

Video Processor 

The output of the summing delay line is upconverted to 
a second IF and bandpass filtered to select the portion of 
the echo frequency spectrum to be detected and displayed 
(Fig. 11). At any depth, the echoes of interest can occupy 
a large dynamic range. In cardiac imaging, for example, 
the strength of the echoes from the muscle tissue (myocar- 
dium) at the back of the heart may be 45 dB below the 
strength of the echoes from the nearby interface of the heart 
with the lungs, yet both echoes may be of clinical interest. 
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Fig. 9. TGC control generator 



It is a problem to display both of these echoes in the 
same image. If the gain is adjusted so that the heart-lung 
interface appears full white on the screen, the myocardial 
echoes will be invisible (the eye cannot distinguish differ- 
ences in display intensities lhat are more than 25 dB below 
full white). If the gain is increased so that the myocardial 
echoes are clearly visible, the heart-lung interface portion 
of the display saturates and blooms on the screen. 

Signal compression can make both signals visible at the 
same time without saturation. A continuously variable con- 
trol on the front panel of the 77020A System allows the 
operator to vary the amount of compression. When com- 
pression is at a minimum, the echo-strength-to-display- 
brightness transfer function is linear. As compression is 
applied, the transfer function becomes more logarithmic. 

By increasing the compression control, weaker echoes 
become more visible while strong echoes remain at the 
full-white level without saturation. Howver, loo much com- 
pression makes acoustic noise visible. The compression 
level at which this clutter appears varies from patient to 
patient. 

After compression, the signal is detected by full-wave 
rectification and low-pass filtering. In some diagnostic ap- 
plications such as measuring wall thicknesses or chamber 
volumes, the operator is interested in detecting only wall 
boundaries. Under operator control the detected signal can 
be partially differentiated to emphasize edge structure. 

After detection, the fully processed video signal is sent 
to an analog-to-digital converter (ADC), which digitizes the 
waveform and transmits it to the display subsystem de- 
scribed in the article on page 20. 

Scanner Control 

The primary control of the scanner is performed by a 
custom 16-bit silicon-on-sapphire microprocessor. This 
processor receives commands from the 77900A Controller 
via the 77020A System's internal HP-IB (IEEE 488) and a 
peripheral HP-IB interface (PHI) chip. The processor inter- 
prets the controller's commands and then programs control 
registers on various scanner cards via the scanner processor 
bus. The TGC card is programmed with the scanning depth 
so that it can distribute the TGC depth controls equally 
over the length of the acoustic scan line. Registers on the 



ADC card are programmed for sample rate and line type. 
The timer is programmed when to initiate loading coeffi- 
cients, fire the transmitters, listen for echoes, and adjust 
the receive focal point. After all control registers are set 
up. the processor activates the timer and disconnects itself 
from all scanner buses to maintain a quiet scanner environ- 
ment during the acquisition of the data for the scan line. 
The transmitting and receiving of the ultrasound pulse are 
then directed by the timer and coefficient memory cards. 
At the same time, the processor continues processing, pre- 
paring control register settings for the next scan line. 

When the processor programs the sector angle, the coef- 
ficient memory card selects the coefficients corresponding 
to the angle of the scan line. Depending on the frequency 
and element spacing of the transducer probe, different sets 
of coefficients are selected. 

The processor determines the sequence of sector and 
M-mode scan lines by programming a set of control bits 
before each line is fired. The architecture of a phased-array 
system allows lines to be fired at any angle in any sequence. 
This makes simultaneous two-dimensional and M-mode 
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Fig. 11. Video processing chain. 



scanning possible by interleaving M-mode and sector scan 
lines in the sequence. 

A sequencer on the coefficient memory card addresses 
destination registers in the scanner to receive coefficients 
read out of memory onto a high-speed bus. The coefficients 
program transmitter delays, mixer phases, and delay line 
tap selections before transmitting an ultrasound pulse. 
After the pulse is transmitted, the mixers are updated with 
new coefficients to achieve dynamic focusing. This in- 
creases the imaging focal length with time as echoes return 
from targets deeper and deeper in the body. 

The coefficient memory takes advantage of the symmet- 
rical properties of the sector display geometry so that it 
need store coefficients for only one half of the sector. Thus 
coefficients used for the right side of the array when the 
right side of the sector is imaged can also be used for the 
left side of the array when the left side of the sector is 
imaged. Hardware on the coefficient memory card ensures 
that the correct coefficient is sent to the correct channel as 
a function of sector image half. This is accomplished by 
modifying the coefficient data and the destination address- 
es on the coefficient memory card. 

Self-Test 

The scanner has an extensive set of internal self-test pro- 
grams run by its processor. This software locates faults to 



the board level, and in some cases, to the chip level. Digital 
tests exercise busing hardware, memories, and state 
machines. The processor isolates each analog path in turn 
by programming the tap selectors with the appropriate coef- 
ficients. The selected path is then stimulated by an internal 
test oscillator signal. A pair of synchronous detectors on 
the video card measure the resulting signal's amplitude 
and phase for comparison with required values. 
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Display System for Ultrasound Images 

This subsystem collects digital data from ultrasound 
scanning and physiological waveforms from other 
amplifiers and processes them for display in a rectangular 
raster-scan format. 

by Raymond G. O'Connell, James R. Mniece, and Alwyn P. D'Sa 



THE 77400A DISPLAY SUBSYSTEM (DSS) in the HP 
77020A Ultrasound Imaging System formats all 
image and system data for presentation on the dis- 
play screen in real time under the supervisory control of 
the 77020A's controller, the 77900A (see article on page 
3). In this imaging subsystem the data is input and output 
in a variety of ways. The controller sends ASCII command 



messages to the DSS via an internal bus based on the HP-IB 
(IEEE 488) to set the mode of operation and select a particu- 
lar screen format. 

The digitized two-dimensional sector image data in polar 
coordinates is sent by the 77020A's scanner, the 77200A 
(see article on page 13), to the DSS via a high-speed data 
bus. This data is mapped into a rectangular image memory 
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(c, 




Fig. 1. (a) M-mode display. The 
location of the M-mode line in the 
sector image is indicated by a 
software-generated overlay (the 
vertical line of dots), (b) Full sector- 
scan display Physiological wave- 
forms can also be shown at the 
bottom of the display (heartbeat 
waveform shown here). The scan 
shows a cross section ol the heart 
located as shown by the color 
overlay in (c) 



using the R-Theta scan conversion scheme described by 
Leavitt, Hunt, and Larson.' Digitized M-mode data is also 
sent over the high-speed bus to the display subsystem and 
is mapped directly into the image memory in rectangular 
format. If the patient being examined by the 77020A is also 
connected to a monitoring device such as an electrocardio- 
graph (ECG) or blood pressure amplifier, this physiological 
data can be sent by the 77020A's controller to the DSS over 
the HP-IB to be displayed with the image as analog 
waveforms (Fig. 1). In addition, the controller sends data 
lo the DSS to direct placement of display cursors and cali- 
bration markers to denote the location of M-mode lines 
and to aid quantitative analysis procedures. 

The 77020A can also be used to review previously re- 
corded data with some measurement and computational 
capability. To do this, the image memory is also used for 
a still-frame function. Hence, video data can be stored in 
the 77020A's video cassette recorder (VCR) and later played 
back and digitized by the DSS for input into the image 
memory for analysis. 

The display subsystem supplies four composite video 
outpuls. Three of these outputs are standard interlaced 
RS-170 video in either 525-line NTSC or 625-line CCIR 
formats. The fourth output, which feeds the 77020A's pri- 



mary display, is noninterlaced video. In this case the hori- 
zontal line rate is twice that of standard interlaced video. 
Thus, a frame of data is displayed in half the time required 
for a standard video frame. This faster raster refresh rate 
reduces flicker on the 77020A's display screen. 

A final data output path from the DSS is a screen dump 
which transfers the contents of the display over the system 
HP-IB to the controller to be formatted for printout on the 
77020A's stripchart recorder. 

Design Goals 

Several performance goals were set that had a significant 
effect on the design and architecture of the display subsys- 
tem. The first of these goals was the requirement for a 
flicker-free display to show M-mode data. This data nor- 
mally forms many horizontal lines that flicker very 
strongly, causing operator eye fatigue. To reduce flicker, 
the display subsystem must supply data from the image 
memory at a 25-MHz rate and be able to form a noninter- 
laced display. This required the design of a custom CRT 
display for the 77020A because noninterlaced monitors in 
diagonal sizes less lhan 15 inches were not commercially 
available and most of the commercially available interlaced 
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monitors required a change in their active-Iine-to-retrace- 
time ratio. 

Another important goal was to construct a fine-quality 
picture from the acoustic data. At that time, the state of 
the art was simply to transfer each acoustic sample directly 
to the nearest display pixel, and then filter the data to 
smooth the rough edges in the picture. The R-Theta conver- 
sion algorithm eliminates the distortion characteristic of 
these earlier techniques. 1 

Many of the early ultrasound systems for cardiac studies 
used an early portable VCR that had many advanced fea- 
tures, including an excellent freeze-frame display function 
made possible by a four-head design. Unfortunately, at that 
time in the project, this recorder was being discontinued 
and the then-new Beta® and VHS® machines did not have 
acceptable freeze-frame performance. To solve this prob- 
lem, the 77020A stores the picture in its image memory. 
The picture is also coded so that the vertical frame place- 
ment can be sorted out, allowing the display subsystem to 
provide an excellent freeze frame from the VCR playback. 
The result is that the 77020A has the elements of a video 
time-base corrector with image store. 

The importance of M-mode in the design is that it re- 
quires a rectangular section of the screen for its display 
with all pixels filled. To freeze the screen for a sector-scan 
display, only the data required to reconstruct the raster 
lines must be stored. But. to freeze an M-mode display, the 
data for each pixel must be stored, requiring a complete 
image memory. 

In displaying the sector data, it is also important to be 
able to indicate on the image where the M-mode acoustic 
lines are recorded. A software-generated graphic overlay 
is used to display these lines instead of a hardware ap- 
proach, because it allows measurements on the picture 
both during the scanning procedure and later when the 
data is played back (see Fig. la). 

Another requirement is the display of physiological 
waveforms such as the ECG trace (see Fig. lb). The goal is 
to display as smooth a waveform as possible with the avail- 
able pixel density. The approach used is derived from a 
similar technique used in HP's patient monitors. 2 

One of the more important aspects of the display subsys- 
tem is its software (see article on page 6). Very heavy 
communication traffic occurs between the 77900A Control- 
ler and the display subsystem. Some of this is related to 
format changes and screen messages, but the bulk of the 
traffic is the transmission of physiological waveform data 
for display as part of the M-mode display, or the transmis- 



sion of the ECG trace data for the sector-scan display mode. 
Because these samples can come as often as every 5 ms, a 
conflict arises when the display subsystem is busy drawing 
measurement cursors on the screen and a new physiolog- 
ical data sample becomes available. To resolve this conflict, 
the software has a prioritized structure that allows the con- 
troller to specify the priority of each command. Cursors 
are written at a low priority so that when a new data sample 
arrives, it can be sent as high priority, causing the cursor 
drawing to stop long enough to enter the new data before 
continuing. 

Design 

Fig. 2 shows a block diagram of the display subsystem. 
Besides the memory input bus, the processor card has 
another bus that goes to all of the cards in the subsystem. 
However, this bus is not shown in Fig. 2 so that the other 
paths of information flow are more visible. The memory 
cards in the center of the diagram serve the dual function 
of storing the image and decoupling the input data from 
the video output. 

Memory System. The memory system is central to the op- 
eration of the display subsystem. It can accept data from 
the VCR at a 12.5-MHz rate, or accept vectors of data at a 
5-MHz rate while allowing the processor to write to the 
screen at a 1.2-MHz rate. Meanwhile, the memory system 
also outputs two streams of data, each at a 12.5-MHz rate, 
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to the video output card. The image memory map is 640 
pixels wide by 480 pixels high. Each pixel represents 5 
bits of picture information (32 gray levels). 

The memory system consists of two cards (Fig. 3). one 
for the even-numbered video lines, the other for the odd- 
numbered lines. Display systems usually have relatively 
low input data rates compared to the high rates required 
to feed the video system. This image memory is an excep- 
tion. The memory is arranged as 128 five-pixel groups per 
line. To have a 12.5-MHz data rate from each card, ten 
separate RAM cells are read every 800 ns. Since the 16K 
dynamic RAMs used in the memory have a cycle time of 
400 ns. this leaves 400 ns to write to the memory chips. 

For writing or reading a horizontal (raster) line of data, 
this can be achieved. But when drawing random vectors, 
the data rate is limited, because of the possibility of having 
to rewrite to the same RAM before the 800-ns period is 
over. Because of the sector and M-mode display require- 
ments, it is important that vertical vectors be written at a 
rapid rate. To solve this problem, the RAMs are organized 
in a "quilted" fashion so that vertical vectors pass through 
four different RAMs before repeating an access to the same 
RAM. This results in a worst-case vector data rate of 5 MHz. 

To allow for a dual-port system, each memory cell, a 
group of five RAMs which stores the values for 16K pixels 
of the screen, is isolated with rotating buff ers (Fig. 4). These 
buffers rotate quickly every 800 ns. Since the vector con- 
straints ensure that no one memory cell is written more 
often than every 800 ns, the operation of these buffers is 
transparent to the user. The rotation also allows the mem- 
ory timing to be arranged for optimizing the circuits. The 
rotating buffers allow the memory chips to go through their 
normal cycle without affecting the parallel-to-serial trans- 
lation of data into serial groups of 5-bit words at the output 
of the card. Note that the address is multiplexed as well 
as the data. The result is many support circuits for each 
group of RAMs. To reduce the number of chips, the design 
takes advantage of the latching nature of dynamic RAMs. 
Since the data and address need only be applied during 
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Fig. 5. Block diagram for the interlace between the processor 
bus and the memory input bus. 



part of the first 200 ns of a 400-ns cycle, the cells are 
grouped in pairs like the A and B cells shown in Fig. 3. 
There are five memory cells on each of the two memory 
cards. Every 200 ns, a new memory access is started. A 
typical sequence is to write A, write B, read A, read B. 
During each 200-ns period, the address bus to tho chips is 
further multiplexed into row address and column address. 
Thus during each 800-ns period, the address bus within 
the cell has eight different 7-bit words. 

The LLA signal line shown in Fig. 3 comes from the 
processor board, which holds the timing circuitry common 
to the memory boards. To start each line, the timing circuits 
send LLA to initialize the X output address counters and 
load the new Y address from the video output card. The 
common timing circuitry is also responsible for operation 
of the memory input bus. This is a 12.5-MHz time-sliced 
bus. It works in two distinct modes: VCR mode and image 
mode. In VCR mode the bus is operated by the VCR card 
which is alone on the bus. In image mode the two sector 
cards share access with the processor. 

Fig. 5 is a block diagram of the processor interface. The 
processor interface is a crude vector system that serves two 
purposes: it draws vertical lines for the purpose of having 
smooth physiological waveforms on the screen, and it per- 
forms a fast screen erase, which avoids adding more cir- 
cuitry on the memory cards. In operation, the processor 
first loads the number of pixels in the vector (the length), 
and then loads the starting X and Y addresses and their 
direction (±X,±Y). Finally, it loads the intensity Z and the 
delta intensity, which starts the process. Every 800 ns, this 
interface looks for a bus conflict. If there is none, it changes 
Z, X, and Y and the new data point is written to the image 
memory. 

The display subsystem also contains a bit-map memory 
which allows the system to write cursors and measurement 
data on top of data moving in the image memory whether 
it is real-time image data or data played back from the VCR. 
This memory is not quilled and only the processor accesses 



DECEMBER 1983 HEWLETT-PACKARD JOURNAL 23 



© Copr. 1949-1998 Hewlett-Packard Co. 



Video Recording of Ultrasound Images 



An essential leature in a real-time ultrasound imaging system 
is the capability to store dynamic images for later viewing. The 
77020A System produces complete scans at rates from 15 to 
60 frames per second. Raw scanner data can be stored in digital 
format on a high-speed disc system, but for most users, vid- 
eotape is more practical. One videotape cassette can store an 
hour or more of ultrasound images inexpensively. 

The 77020A is compatible with either Beta* or VHS* video 
cassette recorders (VCRs). Although originally developed for 
home use, Beta and VHS recorders are now available in industrial 
versions that are compact, consume little power, and have excel- 
lent review capabilities — variable-speed playback in both for- 
ward and reverse, and improved freeze-frame quality. 

In the 77020A System, the recorder has been integrated into 
the instrument. Some of the features are: 
■ Controlling and sensing operating states of the VCR from the 

ultrasound system 



■ Individual frame numbering 

■ Automatic tape positioning 

■ Digitally freezing a recorded frame 

■ Stabilizing the images in slow-motion and search modes. 
The 77020A outputs normal interlaced video to the VCR simul- 
taneously with the noninterlaced video to the system display. 
The 77020A can be purchased with either a 30-Hz, 525-line 
recorder or a 25-Hz, 625-line recorder. The 77400A Display Sub- 
system (DSS) is configured accordingly 

One problem with recording digitally generated video is the 
fast rise time (<20 ns) of the video digital-to-analog converter 
(DAC). This produces crisp images on TV monitors and multifor- 
mat cameras, but some VCRs are not designed to work with 
these fast rise times. The problem is the limited bandwidth that 
can be recorded at the relatively low writing speeds in these 
VCRs. During playback horizontal black streaks or "tails" appear 
to the right of white spots in the image 
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fig. 1 shows one line from the video signal for a while object 
on a gray background at various points in the system The record- 
ing preemphasis can be thought of as adding the first derivative 
to the signal This produces large overshoots at step transitions 
(Fig 1b) Because of the limited bandwidth that can be recorded 
the signal is tightly clipped before arriving at the input to the FM 
modulator Tne leading edge of the white pulse is clipped but 
the trailing edge is not During playback this asymmetry leaves 
a dc residue after the white pulse This produces the horizontal 
black tails in the image mentioned earlier (Rg 1c). 

To prevent this problem, the display subsystem output to the 
VCFt is slew-rate limited above a threshold as shown in Rg. id 
(i e.. the slope cannot exceed a set value) The maximum slope 
is chosen such that the overshoot produced in preemphasis is 
not large enough to oe clipped (see Fig 1 e) Thus the undershoot 
is minimized in playback and no black tails appear (Rg. 1f). 



Another problem appears during slow-motion playback, the 
fields do not appear equally spaced in time To force the fields 
into approximate alignment for viewing the video on an ordinary 
TV monitor, new vertical sync pulses are synthesized in the VCR 
to offset the interlacing problem The 77020A must know exactly 
what line the VCR is playing back If the synthesized vertical 
sync pulses are not positioned correctly, the DSS may assign 
the VCR lines to the wrong lines in memory, or even worse, 
interpret the even field as odd or vice versa 

To correct this problem, the DSS inserts a white half line in the 
first line of each field output to the VCR During playback this 
line is detected and used to correct the Y counter. This white 
sync also carries the field information (encoded with phase as 
in the norma) vertical sync) 

■James R. Mniece 



it during the write cycle. It has two characteristics that it 
shares with the image memory system. It generates two 
12.5-MHz data streams and it acts on Y address information 
from the video output card in the same manner. 
Video Output Card. The output card completes the timing 
of the memory system. It takes the LLA line from the mem- 
ory timing circuits on the processor card and counts line 
numbers and the X positions within the lines. This timing 
block then generates horizontal and vertical sync for both 
interlaced and noninterlaced outputs (Fig. 6). These calcu- 
lations are returned to the memory system as OY (output 
Y) address lines. 

Having this control is central to the operation of the card. 
Consider the interlaced 525- or 625-line raster system. The 
total number of lines is odd so that the raster lines can be 
interlaced without interrupting the continuous rate of the 
horizontal sweep (see Fig. 7). This poses a problem if one 
wants to create a noninterlaced output that is exactly twice 
the speed of the interlaced one. Essentially, the line address- 
es for interlaced scanning are either a half line ahead or 
a half line behind the desired line addresses for noninter- 
laced scanning. To solve this problem and keep the size 
of the buses on the motherboard low, a line called OYPl 
(output Y address plus one) is used. When activated, this 
line adds a one to the address of the even lines. The inter- 
laced output is not affected, because at this time it is using 
odd-line data. 

The output card performs a significant amount of data 
manipulation. The postprocessing RAMs act like data 
translation RAMs (Fig. 6). They are loaded by the processor 
under command of the 77900A Controller. Any pixel value 
in image memory can be remapped into any other pixel. 



This capability allows the system to gamma-correct data 
played back from the VCR. Another aspect of the postpro- 
cessing is the character output. Intensity level Z= 31 in the 
image memory is reserved for characters on the screen. 
This allows the characters to remain the same brightness 
regardless of the setting of the postprocessing RAMs. When 
this level is detected, a special character brightness is in- 
serted. 

After postprocessing, the data goes through the 625-line 
format converter. When using this format, the data format- 
ter sums two adjacent lines every five lines to form a sixth 
line, creating a five-to-six conversion. This approach re- 
quires less image memory. 

The last stage in the display process speeds the 1 2.5-MHz 
data up to 25 MHz so that it is compatible with the 60-frame- 
per-second display. While one interlaced line is output to 
the VCR, the two data streams feed half of a four-line buffer. 
The other half of the buffer outputs the previous two lines 
at twice the input speed. Essentially, all timing for the 
77020A's display is twice that for an interlaced display. 

VCR Card 

To digitize the analog signal from the VCR and return 
the samples to the frame store requires a number of func- 
tions in the playback circuitry (Fig. 8). They include: 

■ AGC and dc restoration 

■ Analog-to-digital conversion using a sampling clock 
aligned with the phase of the VCR signal 

■ Time-base shifting to transfer video samples from sample 
clock to system clock 

■ Horizontal sync detection and proper X address genera- 
tion for input to the image memory 
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Formal Image Lines Interlaced 

(Half Lines Blanked) of Data Format 

Fig. 7. Comparison of interlaced and noninterlaced formats. 
Shaded areas represent the limits of the display. 

■ Vertical sync detection and proper Y address generation 
for input to the image memory (both 30 and 25 Hz). 
The signal from the VCR is digitized by a flash analog-to- 
digital converter (ADC) clocked at 12.5 MHz. The line 
period of the VCR signal is very close to the system line 
period and quite stable (the standard deviation of the line- 
to-line start interval is about 10 ns). Yet the phase of the 
video will vary from line to line relative to the system 
clock. To ensure that the ADC samples are taken at the 
same position in every line, a special sampling clock is 
used. This clock is the same frequency as the system clock 
(12.5 MHz) but it is aligned in phase with the horizontal 
sync (and thus the image signal) at the beginning of each 
line. 

The sampling clock is generated by multiplying the sys- 
tem clock up to 100 MHz and then using the 100-MHz 
signal to clock a divide-by-eight counter (see Fig. 8). The 
divide-by-eight counter is cleared by the horizontal sync 
pulse and thus the phase of the 12.5-MHz output of the 
counter is determined to within 45° by the trailing edge of 
the horizontal sync pulse (see Fig. 9). 

The digitized samples from the ADC must be written 
into the image memory. To do this, they must be aligned 
with the system clock. But if a sample transfer from a latch 



clocked with the sample clock directly to a latch clocked 
with the system clock is attempted, the process will not 
necessarily meet setup times on the receiving latch. For 
example, if the sample clock is only 45° ahead of the system 
clock, there will be less than 10 ns to transfer the data. 
With clock skew problems this would be unreliable. 

To circumvent this problem, two latches are used to store 
alternate samples. One latch stores sample 0 for clock 
periods 0 and 1 and the other latch stores sample 1 for 
periods 1 and 2 (see Fig. 8). A multiplexer alternately 
selects the outputs of the sample clock latches to feed the 
system clock latch. The multiplexer is switched at times 
such that the samples are available at least one half clock 
cycle (40 ns) before they are clocked into the finaJ latch 
and they remain available at least one half cycle after being 
clocked into the final latch. 

Horizontal sync detection is done in a conventional man- 
ner and the detected pulse is used to synchronize the X 
counter. 

Vertical sync detection and Y address generation are 
major functions of the display subsystem's VCR input cir- 
cuitry. Conventional vertical sync detection is used and 
the detected pulse provides for coarse synchronization of 
the Y counter (line counter). The white-level sync comes 
along at the top of the image (about 20 lines after vertical 
sync) and clears the line counter, providing precise vertical 
positioning. The white-level sync is also used to correct 
the field bit. For playback of 25-Hz, 625-line data to the 
77020A's image memory, the VCR input circuitry must 
undo the five-to-six-line interpolation described earlier. 
This is done by simply deleting the interpolated line. A 
modulo-6 counter is incremented on every vertical sync 
and every sixth line it causes the Y counter to be halted 
and the digitized signal is ignored. 

High-Speed Search Playback 

Some VCRs are capable of playback at higher speeds in 
either forward or reverse. The signal becomes very de- 
graded with complete sync dropouts and time compression 
or expansion. In turn, the image produced on a video 
monitor when the VCR is in search mode is often severely 
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degraded. There will be tearing of the displayed image 
when horizontal sync is lost, and if the signal has been 
compressed or expanded in time, the monitor may lose 
sync altogether until its horizontal hold control is adjusted. 

The VCR input circuitry is more tolerant of these video 
signal distortions. Because the circuit is directly triggered 
by the horizontal sync rather than by an AFC circuit as in 
a TV monitor, it can recover from a loss of horizontal sync 
instantly with no tearing. The circuit is also more tolerant 
of variations in horizontal sync period. 

Power Supply 

The digital subsystem's power supply consists of four 
linear, low-voltage, regulated power supplies which pro- 
vide a combined output power of 280W. The available 
power is 5V up to 40A, 12V up to 5A, - 12V up to 1 A and 
-5V up to 1A. The demand for such high power levels 



stems primarily from the 25-MHz and 12.5-MHz system 
clock rates which dictate the use of high-speed RAMs and 
several high-speed Schottky TTL parts in the scan converter 
design. The overall efficiency of the power supply is typ- 
ically 40%. The decision to use a conventional linear sup- 
ply rather than a more efficient switching supply was made 
in view of some of the notorious shortcomings of switchers 
in applications that require high currents with low output 
ripple and EMI (electromagnetic interference). A further 
constraint in the design was that the display subsystem 
leakage current had to be limited to less than 15 mA. The 
choice of a linear power supply eliminated the need for 
an additional isolation transformer, which would have 
been required with a switching supply. The power supply 
meets UL544 specifications, CSA 125 certifications, and 
the IEC 601-1 and VDE requirements for EMI. 

A block diagram of the DSS power supply is illustrated 
in Fig. 10. The 5V supply is referenced to a stable 2.5V 
voltage reference source. The high-current capability to the 
output load is provided by a pair of series-pass Darlington 
power transistors. Ql and Q2, which are configured to 
operate in parallel with grounded collectors. By grounding 
the collectors, thermal dissipation is improved, limiting 
junction temperatures to less than 160°C in a 65°C ambient. 
Hence, each transistor can provide up to 20A. 

Regulation is provided by error amplifier Ul. which 
monitors the load voltage and compares it with a preset 
voltage derived from the precision voltage reference. In 
addition, current-equalizing amplifier U2 monitors the cur- 
rent in the 5-mfl sense resistors Rl and R2 in the emitter 
paths of Ql and Q2 to ensure equal sharing of load current. 

The foldback current-limiting circuit U3 senses the cur- 
rent in sense resistor Rl. It forward-biases diode Dl and 
removes the base drive to Ql in the event of a short circuit 
at the load. The regulated output voltage can be set as 
desired over a range from 4.5V to 5.5V with a single adjust- 
ment. The load and line regulation and the output noise 
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are in the millivolt range. 

Commercially available monolithic IC voltage regulators 
are used to control the 12V, -12V and - 5V supplies. They 
have built-in current-limiting and thermal protection cir- 
cuits. These regulators, the power Darlingtons, and the 
high-current rectifiers are mounted on an extruded heat 
sink for power dissipation. Forced-air cooling restrains the 
internal temperature rise to less than 6°C. 

The outputs of the individual power supplies are moni- 
tored for over/undervoltage conditions to protect both the 
supply and the loads connected to it. A high-temperature 
shutdown circuit monitors the power dissipation in the 
heat sink (nominally 150W). If any of the monitored param- 
eters exceeds its specified limit, then the protection cir- 
cuit disconnects the display subsystem from the ac power 
mains by tripping the circuit breaker. The missing-cycles 
detector monitors the ac power line voltage and provides 



some delay protection to the supply in the event of a 
momentary line fault by inhibiting the protection circuits 
from immediately tripping the circuit breaker. Additional 
protection against line transients and common-mode noise 
is provided by incorporating a Faraday shield in the power 
transformer design. 

A final important consideration in the power supply de- 
sign is powering-up the supplies in a defined sequence to 
ensure safe and reliable operation of the NMOS memory 
devices in the scan converter. 
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medical analysis software and was born in Ware, 
Massachusetts. He has a wide variety of interests, 
the most important include his family, scuba diving, 
running, Softball, and vegetable gardening. He is 
married, has three sons, and lives in Hudson. New 
Hampshire 

David C. Hempstead 

Dave Hempstead |Oined 
HP in 1979 after receiving 
a BSEE degree from 
Rensselaer Polytechnic 
Institute. He worked on the 
software lor the display 
subsystem and the resi- 
w dent test executive ol the 
77020A Ultrasound System 
V* and now is developing soft- 
ware for luture products. Born in Morristown. New 
Jersey, he now lives in Methuen, Massachusetts, 
where he coaches basketball He is married and 
is interested In home computers, video game de- 
velopment (he developed a video game lor the 
77020A which was available as an option), and 
home construction (he built the second story on 
his home). 

Robert J. Kunz 

I Bob Kunz began work at 
j HP in 1976 as part of a 
work-study program while 
he was studying electrical 
engineering at Rensselaer 
Polytechnic Institute. He 
received a BS degree in 

1 978 and an ME degree in 

1979 He worked on the 
5600C ECG Management 

System and the 47400A Off-Line Analysis System 
for the 77020A Bob has many outside respon- 
sibilities, including leaching data base manage- 
ment systems at Ihe University of Lowell and man- 
aging the HP engineering softball team. He is also 
president of the HP Ski Club and chairman of the 
local HP company picnic He was born in Flushing. 
New York, is married, enjoys scuba diving, and 
lives In Derry, New Hampshire 
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13 

James T Feamside 

Jim Fearnside started work 
at HP in 1967 after reced- 
ing an MSEE aegree trom 
Stanford University He 
aJso holds a BSEE degree 
awardea In '966 by Cornell 
University Kis work has 
resulted in three patents, 
one on a novel ECG elec- 
trode and two on ul- 
trasound transducers He currently is a secton 
manager tor imaging technology Bom m Boston. 
Massachusetts, he now lives in Lexington. Mas- 
sachusetts witfi his wife and two children Jim 
works with the local Boy Scout group ana serves 
on the council of his church His interests include 
investments, skiing, hiking, ana sailing 

Sydney M. Karp 

Born in New York City. Syd- 
ney Karp studied electrical 
engineering at Rensselaer 
Polytechnic Institute, re- 
ceiving a BSEE degree in 
1976. He then worked on 
radar signal processors 
before joining HP in 1979 
He designed Ihe master' 
■^S wt slave transmitter cards and 
wrote the operating and self-test software for the 
77200A Scanner He lives m Somerville, Mas- 
sachusetts and when not caring for his houseful 
of plants, enjoys photography, playing ice hockey, 
and attending Boslon Bruins games 

Ronald D. Gatzke 

With HP since 1969, Ron 
Gatzke has worked on ECG 
front-end design (78330. 
78331, and 78620). and 
^ V Ihe 77200A Scanner He 

. currently is a projecl rnan- 
^ ager tor ullrasound scan- 
H n ers Ron is a contributor 
fl^ ' to a book about bioelec- 

I ■ i / irode technology and 
coauthor of an earlier HP Journal article about Ihe 
78333A ECG Monitor His work has resulted in 
Ihree patents related lo defibrillator ECG design 
Born in Cleveland, Ohio, he studied electrical en- 
gineering at Case Western Reserve University (BS, 
1966) and Norlheaslern University (MSEE, 1972). 
Ron Is married, has one child, and lives in 
Lexington. Massachusetts. His interests include 
bicycling, running, and music — he plays the cello, 
piano, and harpsichord (which he built as a copy 
ol a 1770 French instrument) 
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Robert N. McKnlght 



With HP since 1972, Bob 
McKnighl worked on disc 
memory products at the 
Boise Division before mov- 
ing to the Andover Division 
lo work on Ihe 77200A 
Scanner He is Ihe author 
of a paper on disc drive 
servo systems and was 
educated al Carnegie-Mel- 



lon University (BSEE 1972) and Stanford University 
IMSEE.1979) Born m St Marys. Pennsylvania, he 
s single and lives in Anaover Massachusetts 
When not working, he enjoys cross-country skiing, 
'acquetoail. running, music, cooking, good restau- 
rants, wme tasting, and going to the Deach 
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Alwyn P. D'Sa 

I Alwyn D'Sa received his 
education in electrical en- 
gineering at the Indian In- 
stitute ol Technology at 
Bombay (BTech, 1973), 
the University of Calgary 
(MSEE. 1975). and the 
Polytechnic Institute of New 
UK York (PhD, 1980) He 
■ began work at HP in early 
1 979 and contributed to the hardware and software 
design of the 77020A Ultrasound System Cur- 
rently, he is working on image analysis techniques. 
Alwyn is coauthor ol a paper on digital temperature 
transducers and is a member of Sigma Xi He is 
marned and lives m Cambridge, Massachusetts 
His interests include speech recognition, robotics 
(he is a member ol Ihe MIT Robotics Club), soccer, 
and sailing on the Charles River. 

James R. Mniece 

Born In Dearborn, Michi- 
gan, Jim Mniece was edu- 
cated al the Massachusetts 
Institute of Technology, 
receiving a BSEE degree in 
1 971 and an MSEE degree 
Ih 1974 After serving as a 
Peace Corps volunteer in 
Jamaica and then working 
as a clinical engineer for 
Massachusetts General Hospital, Jim joined HP in 
1 979 He designed Ihe VCR input circuitry for the 
77O20A and now works on scanner enhancements 
He is married, lives in Waltham, Massachusetts, 
and is a member of the local nuclear freeze com- 
millee He plays classical and |azz piano and 
enjoys camping 




Raymond G. O'Connell. Jr. 

With HP since 1966, Ray 
O'Connell has contributed 
tothedesignoflhe7822A 
Arrythmia Monitor. 78301 
Control Station Display. 
» 47201 Oximeter, and 
7835A Delay He also was 
projecl manager for the 
1 DSS, display, and VCR 

M portions of the 77020A Ul- 

trasound System He currently is a project manager 
working on a new ullrasound processor Ray re- 
ceived a BSEE degree from Worcester Polytechnic 
Institute in 1966 and an MBA degree from North- 
eastern University in 1976 Outside of work he 
enioys swimming, sailing, and writing personal 
computer games. He was born in Annapolis, Mary- 
land, now lives in Andover, Massachusetts, is 
married, and has tour children 
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Bruce L Ryder 

Bruce Ryder joined HP m 
1 978 and was a member ol 
the team that developed 
the drawing and external 
coaling processes lor 
lused silica capillary col- 
umns Since then he has 
continued to work on as- 
pects ol that technology 
and .s now project leader 
tor a new series of luseo silica columns A member 
ol the American Physical Society and the IEEE, he 
received his BS degree m physics from 
Eiizabelhtown College in 1975 and his MSEE de- 
gree from Syracuse University in 1978 Before 
coming to HP he did hardware design lor respi- 
ratory therapy equipment and software design for 
ECG analysis Born and raised in Pennsylvania, 
Bruce still lives there, in Slrasburg. where he serves 
on the town's library and housing committees He 
is married, has two children, and is interested in 
genealogy, photography, toy trains, and home 
computers. 

Thomas J. Stark 

Tom Stark was born in 
Gary. Indiana He received 
his BS degree in chemistry 
trom the University of New 
Mexico in 1972 and his 
PhD in chemistry from Ihe 
University of California at 
Berkeley in 1977 He joined 
HP in 1979 and has done 
RSD for fused silica col- 
umns and development and lesting for the 5890A 
GC . Before joining HP, he served four years in the 
U S Army, attaining Ihe rank of Captain, and did 
process research in electronics manufacturing A 
member of Ihe American Chemical Society and 
the National Wildlife Federation, he has coauthored 
four papers on gas chromatography and one on 
organomelallic reaction mechanisms Tom is a 
runner with one marathon to his credit He lives m 
a hybrid solar-and-wood-healed home in Landen- 
berg. Pennsylvania and enjoys organic gardening 
and carpentry He's married and has a son 

Paul A. Larson 

PWilh HP since 1979. Paul 
Larson has been respon- 
sible lor product and 
process development tor 
Ultra Performance and 
Special Performance lused 
silica columns. A native of 
Marquette, Michigan, he 
received his BS and MS 
degrees in chemistry Irom 
Michigan Technological University in 1970 and 
1 971 . and his PhD in analytical chemistry from the 
Universily of Colorado in 1976. Before joining HP, 
he did postdoctoral research on ion-selective de- 
vices at the University ol Wisconsin (Madison) lor 
Ihree years He has published articles on gas and 
liquid chromatography, ion-selective FETs. and 
kinetics, and is a member of the American Chem- 
ical Society A resident of Newark, Delaware, Paul 
is married, has two daughters, and is active in his 
church 
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PART 1: Chronological Index 



January 1983 

HF-1L: A Low-Cost Digital Interface for Portable Applications, 

Roger D. Quick and Steven L. Harper 
HP-IL Interconnect System. James H. Fleming 
The Electronics Interface for the Hewlett-Packard Interface Loop, 

Cor) /. Landsness 
A CMOS Integrated Circuit for the HP-IL Interface, Steven L. Harper 
CMOSC: Low-Power Technology for Personal Computers, David 

E. Hackleman, Norman L. Johnson, Craig S. Lage, John J. Vielor, 

and Hobert L. Tillman 
Advanced Oven Design Assures Repeatability in New Gas Chro- 

matograph. PauJ C, Dryden, Horace fl. Johnson, Jr., and Douglas 

H. Smith 

What Is Gas Chromatography?, Fred W. Rowland 
Electronic Flow Control: A New Level of Automation for Gas Chro- 
matography, Kurt B. Augenblick, Michael A. Casale. J. Edwin 
Cusack, and Andrew J. Murphy 

February 1983 

A Portable. Low-Cost, High-Performance Digital Multimeter for 
the HP-IL, Jack P. Trautman and Lawrence A. Des/ardin 

Low-Cost and Portability Come to Data Acquisition/Control Prod- 
ucts, James J. Ressmeyer 

Data Acquisition and Control Software for the 3421A Using the 
HP-85 Computer, David F. Leonard 

Low-Cost Instrument Control : A New ROM for the HP-41 Handheld 
Computers, David L. Wolpert 

Electronic Mail for the Interactive Office, Ian J. Fuller 

Integrated Tools Improve Programmer Productivity, Anil K. 
Shenoy and Carolyn M. Bircher 

March 1983 

Extensive Logic Development and Support Capability In One 

Convenient Svstem, Michael W. Davis, John A. Scharrer, and 

Robert G. Wic'kliff, Jr. 
HP 64000 Terminal Software, Paul D. Bame 
The HP 64000 Measurement System, Kipper K. Fulghum 
Mainframe Design for an Integrated Engineering Workstation, 

Jeffrey H. Smith, Carlton E. Glitzke, and Alan J. DeViJbiss 
A Modular Analyzer for Software Analysis in the 64000 System, 

Richard A. Nygaard. Jr.. Frederick J. Palmer, BryceS. Goodwin, 

Jr., Stan W. Bowlin. and Steven R. Williams 
A Modular Logic Timing Analyzer for the 64000 System, Joel A. 

Zellmer, John E. Hanna. and David L. Neuder 
Emulators for 16-Bit Microprocessors, David B. Richey and John 

P. Romano 

High-Level Language Compilers for Developing Microprocessor 
Systems, Martin W. Smith and Joel D. Tes/er 

April 1983 

A New Microcomputer-Controlled Laser Dimensional Measure- 
ment and Analysis System. Robert C. Quenelle and Lawrence 
J. Wuerz 

Dimensional Metrology Software Eases Calibration. Lawrence J. 
Wuerz and Christopher Burns 

Automatic Compensation, Deane A. Gardner 

Laser Optical Components for Machine Tool and Other Calibra- 
tions, Richard R. Baldwin, Larry E. Truhe, and David C. Woodruff 

Manufacturing the Laser Tube, Richard H. Grote 

Mechanical Design Features of the Laser Head. Charles R. Steinmetz 



Noise Figure Meter Sets Records for Accuracy, Repeatability, and 

Convenience, Howard L. Swain and Rick M. Cox 
Laboratory Notebook — Mass Storage Unit Exerciser 

May 1983 

2-lo-26.5-GHz Synthesized Signal Generator Has Internally 
Leveled Pulse Modulation. William W. Heinz and Paul A. Zander 

Sample-and-Hold Leveling System, Ronald K. Larson 

A Wideband YIG-Tuned Multiplier and Pulsed Signal Generation 
System, Ronald K. Larson and Lawrence A. Stark 

Autopeaking, Paul A. Zander 

Compact Digital Cassette Drive for Low-Cost Mass Storage. William 
A. Buskirk, Charles W. GiJson. and David J. Shelley 

Scientific Pocket Calculator Extends Range of Built-in Functions, 
Eric A. Evett. Paul J. McCJelJan, and Joseph P. Tanzini 

A Pocket Calculator for Computer Science Professionals, Eric 
A. Evetl 

June 1983 

A Portable Computer for Field. Office, or Bench Applications, 

Donald E. Morris, Anthony S. Ridolfo. and Donald I.. Morris 
A Telephone Interface for HP-IL Controllers. Sidnee Snell and 

Brian G. Spreadbury 
HP-IL and the HP-75 Portable Computer, Dennis C. Vork 
High-Capability Electronics Systems for a Compact, Battery- 

Operated Computer, Elizabeth Brooks, Hobert J. Livengood, Hex 

C. Smith, and Timothy F. Myers 
Handpulled Magnetic Card, Mass Storage System for a Portable 

Computer, Kenneth R. Hoecker, James H. Schwartz. Francis A. 

Voung, and Dean H. Johnson 
The HP-75 Production Card Recorder. David B. Patton 
Integration of the HP-75's Handpulled Card Reader Electronics in 

CMOS, Thomas J. Arnold and Billy E. Thayer 
A New Family of Pulse and Pulse/Function Generators, Michael 

Fleischer, Helmut Rossner, and Uwe Neumann 
Designing Bipolar Integrated Circuits for a Pulse/Function Gener- 
ator Family. Christian Hentschel, Adolf Letter, Stephan Traub. 

Horst Schweikardt, and Volker Eberle 

July 1983 

A High-Speed System for AC Parametric Digital Hardware Analy- 
sis. Andreas Wiibs and Klaus-Peter Behrens 

A High-Speed Data Generator for Digital Testing, Ulrich Hiibner, 
Werner Berkel, Heinz Niissie, and Josef Becker 

High-Speed Data Analyzer Tests Threshold and Timing Parame- 
ters, Dieter Kible, Bernhard Roth, Martin Dietze, and L'lrich 
Schottmer 

Data Analyzer Software/Firmware Design, Roberto Mottola and 
Eckhard Paul 

Power Supplies for the Stimulus/Response System. L'lrich Otto 
and Horst Link 

New Multi-Frequency LCZ Meters Offer Higher-Speed Impedance 
Measurements. Tomio Wakasugi. Takeshi Kyo. and Toshio 
Tamamura 

August 1983 

VLSI Technology Packs 32-Bit Computer System into a Small Pack- 
age. Joseph W. Beyers. Eugene R. Zeller, and S. Dana Seccombe 

An 18-MHz, 32-Bit VLSI Microprocessor. Kevin P. Burkhart, Mark 
A. Forsyth, Mark E. Hammer, and Darius F. Tanksaivala 
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Instruction Set for a Single-Chip 32-Bit Processor. James G. 
Fiasconaro 

VLSI I/O Processor for a 32-Bit Computer System. Fred J. Gross. 

William S. JaJYe. and Donald R. Weiss 
High-Performance VLSI Memory System. Clifford G. Lob. Mark J 

Reed. Joseph P. FucetoJa. and Mark A. Ludwig 
18-MHz Clock Distribution System. Clifford G. Lob and Alexander 

O. Elkins 

128K-BU NMOS Dynamic RAM with Redundancy. John K. Wheeler. 

John fl. Spencer. Dale R. Beucler, and Charlie G. Kohlhardl 
Finstrate: A New Concept in VLSI Packaging. Aran K. Maihotra, 

Glen E. Leinbach. leffery J. Straw, and Guy R. Wagner 
NM0S-II1 Process Technology. James M. Mikkelson. Fung-Sun Fei. 

Aran K. Maihotra. and S. Dana Seccombe 
Two-Layer Refractory Metal 1C Process. James P. Holand. Norman 

E. Hendrickson, Daniel D. Kessler. Donald E. Novy. Jr.. and 

David W. Quint 

NMOS-I1I Photolithography. Howard E. Abraham. Keith G. Bart- 
lett. Gary L Hiilis. Mark Stolz, and Martin S. Wilson 

September 1983 

A Color Presentation Graphics Workstation, Sharon O. Mead. 

William R. Taylor. Kenneth A. Mintz. and Catherine M. Potter 
Designing Software for High-Performance Graphics, Robert R. 

Burns and Dale A. Luck 
Logic Design for a Graphics Subsystem, Craig W. Diserens. Curtis 

L. Dowdy, and William R. Taylor 
A High-Resolution Color Monitor, Mark Hanion, Geoffrey G. Moyer. 

and Paul G. Winninghoff 
The Graphics Workstation as an Extensible Computer Terminal, 

Edward Tang, Olakar Blazek, Thomas K. Landgra/, Paula H. Ng. 

and Stephen P. Pacheco 
A Computer-Aided Test and Tracking System. Michael R. Perkins. 

Susan Snitzer. and Charles W. Andrews 
Product Design of a Friendly Color Graphics Workstation. Dennis 

C. Thompson, Kenneth D. Boetzer. Mark A. Delia Bona, and 

Badir M. Mousa 

AUTOPLOT/2700: A Single Approach to Custom Chart Genera- 
tion, Stanley A. Balazer and John M. Perry 

PAINTBRUSH/2700: A General-Purpose Picture Creator, John R. 
Alburger. Jim L. Davis. Diane A. Rodriguez, and Barbara A. 
Stanley 

October 1983 

Ultrasound Imaging: An Overview, H. Edward Karror and Arthur 



M. Dicker 

History of HP's Ultrasound System. John T. Hart 
An Ultrasound Imaging System. Lawrence W. Banks 
Quantitative Analysis for Ultrasound Imaging. Rachel M. Kinicki 
A Physician's View of Echocardiographic Imaging, Richard L. 
Popp, M.D. 

An Acoustic Transducer Array for Medical Imaging — Part I. John 
Larson. Ill 

An Acoustic Transducer Array for Medical Imaging — Part n. David 
G. Miller 

Transducer Test System Design. George A. Fisher 

Radiated Power Characteristics of Diagnostic Ultrasound Trans- 
ducers. Thomas L. Szabo and Gary A. Seavey 

A Scan Conversion Algorithm for Displaying Ultrasound Images. 
Steven C. Leoritt. Barry F. Hunt, and Hugh C. Larsen 

Ultrasound Image Quality. Richard A. Snyder and Richard 
J. Conrad 

Coherent Speckle in Ultrasound Images, Paul A. Magnin 
November 1983 

Device-Independent Software for Business Graphics. Yvonne 
Temple 

A Decision Support Chartmaker. Janet Elich Morris and Richard 
J. Simms, Jr. 

An Easy-to-Use Chartmaker, Martha Seaver, Robert W. Dea, and 

Richard J. Simms, Jr. 
Convenient Creation and Manipulation of Presentation Aids, 

Chayaboon Purnaveja and (anel Swift 
Graphics Capabilities on a Laser Printer, Tamara C. Baker, 

William J. Toms, James C. Bratnober, and Gerald T. Wade 
Special Report: The Center for Integrated Systems, Frederick H. 

Gardner 

December 1983 

Control Hardware for an Ultrasound Imaging System. Richard H. 

Jundanian. Janet R. Accettura, and John N. Dukes 
Ultrasound System Software, Joseph M. Luszcz, William A. 

Koppes, David C. Hempstead, and Robert J. Kunz 
Electronic Scanner for a Phased-Array Ultrasound Transducer, 

Ronald D. Gutzke, fames T. Fearnside, and Sydney M. Karp 
A Mixing Scheme to Focus a Transducer Array Dynamically, 

Robert N. McKnigh! 
Display System for Ultrasound Images, Raymond G. O'Connell, 

James R. Mniece. and Alwyn P. D'Sa 
Fused Silica Capillary Columns for Gas Chromatography, Paul A. 

Larson, Bruce L. Ryder, and Thomas J. Slark 



PART 2: Subject Index 



Subject Month 
A 

Acoustic imaging Oct. 

Acoustic lens Oct. 

A-to-D interface, card reader lune 

Autopeaking May 

B 

Bank switching, memory Dec. 
Bit manipulalion. handheld 

calculator May 

Booster integrated circuit |une 

Bresenham algorithm Nov. 

B-tree Feb. 

Bt-tree Feb. 

Bucket Brigade Nov. 

Business graphics software Nov, 
Bus, internal, HP-IB 

based design Dec. 

Bus. memory processor Aug. 



c 




Color graphics 


Sept. 


Calculator, handheld, computer 




Color palettes 


Nov. 


science 


May 


Columns, fused silica capillary 


Dec. 


Calculator, handheld, scientific 


May 


Comparator, LCZ measurement 


Julv 


Calibration, electronic 


fan. 


Compatibility, system testing 


Mar. 


Cardiac analysis, ultrasound 


Oct. 


Compensation, laser measurements 


Apr. 


Card reader, handpulled 


)une 


Compilers, high-level languages, 




Card recorder, production 


June 


logic development 


Mar. 


Cassette drive, HP-IL 


May 


Complex function calculations, 




Center for Integrated Systems 


Nov. 


handheld calculator 


May 


Chart files 


Nov. 


Complex matrix calculations. 




Chartmaker software packages 


Nov. 


handheld calculator 


Mav 


Chromatograph. gas 


Jan. 


Component testing 


July 


Chromatograph columns 


Dec. 


Computer, portable 


June 


Clock. IC, 18-MHz 


Aug. 


Contacts, external, VLSI 


Aug. 


Clock, IC. 18-MHz 


Aug. 


Controller, memory, VLSI 


Aug. 


CMOS IC, analog plus digital 


Controller, ultrasound system 


Dec. 


circuits 


June 


CPU, 32-bit, VLSI 


Aug. 


CMOS IC, card reader 


June 






CMOS IC, HP-IL interface 


Jan. 


D 




CMOSC process 


Jan. 


Data acquisition/control, HP-IL 


Feb. 


Code. MFM 

Code, three-level, HP-IL 


June 
Jan. 


Data bases, HPMAIL 
Data logging 


Feb, 
Feb. 
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Data storage, cassette drive May 

DC bias, programmable July 
Decision support graphics 

software (DSG/3000) Nov. 

Defect control. VLSI process Aug. 

Delay line, summing Dec. 

Design philosophy Feb. 

Detector, noise power Apr. 

Detector, vector ratio July 

Device-independent software Nov. 
Digital control unit, signal 

generator May 

Dimensional metrology Apr. 

Diode noise source Apr. 
Display subsystem, ultrasound 

imaging Dec. 
Dynamic focusing, phased 

array Oct./Dec. 

E 

Echocardiography Oct./Dec. 

Electronic flow control, GC Jan. 

Electronic mail Feb. 
Electronics system, portable 

computer June 

EMI. HP-IL Jan. 
Emulators, IB-bit microprocessors Mar. 
Equivalent circuit model, 

ultrasound transducer Oct. 
Error processing, ultrasound 

system Dec. 

ESD, HP-IL Jan. 
ESD protection, portable computer June 

Excess noise ratio (ENR] Apr. 

Exerciser, mass storage Apr. 

F 

Fiber optics, GC columns Dec. 

Figure files Nov. 

File system, HPToolset Feb. 

File system, portable computer June 

Files, multiversion Feb. 

Finstrate, fabrication Aug. 

Flatness measurement Apr. 

Flow control, gas chromatograph Jan. 
Focusing, dynamic, Oct./Dec. 

Fused silica capillary columns Dec. 

Fusing, polysilicon link Aug. 

G 

Gain measurement Apr. 
Gas chromatography |an./Dec. 
Gas chromatography, fused 

silica columns for Dec. 

Graphics, color workstation Sept. 

Graphics, laser printer Nov. 

Graphics software, business Nov. 
Graphics tablet Sept. /Nov. 

H 

Handler, component, interface July 
Head, magnetic, assembly May/June 

HP 9000 Computer Aug. 
HPDESKMANAGER (formerly 

HPMA1L) Feb. 

HPDRAW Nov. 

HPEASYCHART Nov. 

HP-IB, internal bus design Dec. 
HP-IL. Hewlett-Packard Interface 

Loop Jan. 

HP-IL instruments Feb. 

HP-IL peripheral, cassette drive May 

HP-IL system. HP-75 June 



HPMAIL Feb. 

HPToolset Feb. 

I 

IC processing. CMOSC Jan. 

IC processing, NMOS-m Aug. 

IF assembly, noise figure meter Apr. 
Imaging, ultrasound Oct./Dec. 

Image quality, ultrasound Oct. 

Instruction set, HP-75 June 

Instruction set, HP 3421 A Feb. 

Instruction set. 32-bit CPU Aug. 
Instrument control, handheld 

computer Feb. 

Integrated Systems. Center for Nov. 

Integration, software packages Nov. 
Intensity measurement, ultrasound Oct. 

Interconnect system, HP-IL Jan. 

Interface, component handler July 

Interface, digital serial Jan. 

Interface, stripchart recorder Dec. 

Interface, telephone, HP-IL June 

Interferometer system, laser Apr. 

Intermodule bus Mar. 

Inlrinsics, graphics Nov. 

Inverse assembler Mar. 

Inverse assembly language Mar. 

Iodine-stabilized laser Apr. 

K 

Keyboard scanning Dec. 
KLM model, ultrasound 

transducer Oct. 

L 

Laboratory Notebook: Mass storage 

exerciser Apr. 

Laser measurement system Apr. 

Laser printer graphics Nov. 

Latch-up. CMOS Jan. 

LCZ meters July 

Lens, acoustic, design Oct. 

Leveling system, sample and hold May 

Link, polysilicon. VLSI RAM Aug. 

Localization, software packages Nov. 

Logic operations, handheld 

calculator May 

LU decomposition, matrices May 

M 

Machine tool calibration Apr. 

Mail, electronic Feb. 

Master/slave cells, scanner Dec. 

Matrices, singular May 
Matrix calculations, handheld 

calculator May 
Measurement system, logic 

development system Mar. 
Medical instrumentation Oct./Dec. 

Memory, bank-switched Dec. 

Memory system. 32-bit. VLSI Aug. 

Memory, ultrasound imaging Dec. 

Message frame. HP-IL Jan. 

Metallization, VLSI Aug. 
Mixing, phased-array phase 

shifting Dec. 
M-mode imaging, ultrasound Oct./Dec. 
Model, laser interferometer 

optics Apr. 

Module. Memory/Processor Aug. 

Motor drive system, design May 

Multifrequency measurements July 

Multimeter, digital. HP-IB Feb. 



Multimeter, digital, HP-IL Feb. 

Multiple CPU architecture Aug. 

N 

NMOS-I11 process Aug. 

Noise figure meter Apr. 

Noise figure theory Apr. 

Noise source Apr. 

Noise temperature Apr. 

Nonlinearity. interferometer Apr. 

o 

Obstetric analysis, ultrasound Oct. 
Office automation, electronic mail Feb. 
Optical system, laser 

interferometer Apr. 

Oven, gas chromatograph Jan. 

P 

Packaging, portable computer June 

Packaging, VLSI Aug. 

PAINTBRUSH/3000 Sept. 

Parallel operation, data analyzer July 

Parallelism measurement Apr. 

Parameter testing, digital July 

Pellicles, VLSI photo- 
lithography Aug. 

Phased-array transducer Oct./Dec. 

Photolithography, NMOS-I11 Aug. 

Physician's view, ultrasound 

systems Oct. 

Pick, CRT graphics Sept. 

Picture creator (PAINTBRUSH) Sepl. 

Pitch measurement Apr. 

pnp, electronic June 

Polar-to-rectangular coordinate 

conversion Ocl. 

Polygon area fill Sepl. 

Position measurement Apr. 

Power supply, CRT terminal Sept. 

Power supply, data generator/ 

analyzer July 

Power supply, display subsystem Dec. 

PRESENTATION/3000 Sept. 

Presentation graphics software Sept./Nov. 

Pressure transducer, GC Jan. 

Processor-independent bus Sept. 

Processor. I/O, VLSI Aug. 

Production equipment, laser Apr. 

Programming aid (HPToolset] Feb. 

Projection, DSG/3000 Nov. 

Pulse/function generators. 

20 and 50 MHz June 

Pulse generator, 50 MHz June 

Pulse generator, RF May 

Pulse injection May 

Pulse modulation system May 

Pulse transformer, interface 

electronics Jan. 

Pulse width generator (Rate IC) June 

Q 

Queue processing, internal bus Dec. 
R 

RAM. 128-bit, VLSI Aug. 
Range detection, logic state 

analysis Mar. 

Rate integrated circuit June 

Redundancy, VLSI RAM Aug. 

Refractory metallization. VLSI Aug. 
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Register map. HP-IL interface IC Jan- 
Relative error, complex functions May 
Restriction. DSG/3000 Nov. 
ROM/RAM intrinsics strategy Sept. 



Safety, ultrasound intensity 

levels Oct- 

Sample point, programmable July 

Scanner, ultrasound system Dec. 

Self-describing (SD| files Nov. 

Servo, velocity control May 
Signal generator, synthesized. 

2-26.5 GHz May 

Sine sbaper (Booster IC) June 

Slope generator (Snake IC) June 

Snake integrated circuit June 

Software analyzer subsystem Mar. 
Software, data acquisition/control Feb. 

Software, performance overview Mar. 

Software, ultrasound system Dec. 

Sorting. DSG/3000 Nov. 
Speckle, coherent, ultrasound 

image Oct. 
Stanford University. Center for 

Integrated Systems Nov. 

State analysis subsystem Mar. 

State diagrams, HP-IL Jan. 

Step-recovery diode bias May 

Storage cell. VLSI RAM Aug. 

Substrate, multilayer Aug. 
Synthesized signal generator. 

2-26.5 GHz May 



Tablet, graphics Sept ./Nov. 

Task management system Dec. 
Terminal, color graphics Sept. 
Terminal software, logic 

development system 
Testing, automated. VLSI 

parameter 
Testing, on-chip capability 
TGC (time gain compensation) 
32-bit computer system 
Timing analyzer 
Timing analyzer subsystem 
Timing chip (Rate IC) 
TM/frame card 
Transducer design, phased- 

array 

Transducer, ultrasound 
Transformation, DSG/3000 
Transformation matrices, 

HPDRAW 
Transport system, electronic mail 
Transport mechanism, cassette drive 
Triggering, data generator/analyzer 
Tri -state pod 
Trucks, master and slave 
TSAM (HPToolset file access method) Feb. 
Tungsten, IC metal process Aug. 
Tuning, automatic. YIG-tuned 

multiplier May 
Two-layer resist process Aug. 



Mar. 

July/Aug. 

Aug. 
Oct /Dec 

Aug. 
July 

Mar. 

June 

Dec. 

Oct. 
Oct./Dec. 
Nov. 



Nov. 
Feb. 
Mav 
July 
July 
Feb. 



u 

Ultrasound intensity, definitions 
and measurement Oct. 

Ultrasound, radiated power Oct. 

Ultrasound system, medical Oct./Dec. 

Ultrasound transducer, 
fabrication Oct. 

University research, industry 

suppnrt Nov. 



Valve, flow control. GC Jan. 
VCR. ultrasound system Oct./Dec. 

Vector list Sept. 

Vector ratio detector July 

Vector-to-raster conversion Nov. 

Video processing Dec. 
Video recording, ultrasound 

images Dec. 

VLSI process. NMOS-fll Aug. 

Voltage generation, analog July 

w 

Workspace, HPToolset Feb. 

Workstation, color graphics Sept. 

Workstation, design Mar. 



Yield improvement, VLSI Aug. 
YIG-tuned multiplier. 2-26.5 GHz May 



PART 3: Model Number Index 



HP-llC 


Calculator 


Jan. 


10772A 


Turning Mirror 


Apr. 


HP-15C 


Scientific Programmable 




10773A 


Flatness Mirror 


Apr. 




Calculator 


May 


10774A/75A 


Straightness Reflector 


Apr. 


HP-16C 


Programmable Calculator 


May 


10776A 


Straightness Accessory Kit 


Apr. 


HP-41 


Handheld Computer 


Feb. 


10777 A 


Optical Square 


Apr. 


HP-75 


Portable Computer 


June 


10784A 


Base 


Apr. 


HP 9000 


Computer 


Aug. 


10785A 


Post and Height Adjuster 


Apr. 


346B 


Noise Source 


Apr. 


11726A 


Service Support Kit 


Mav 


2700 


Color Graphics Workstation 


Sept. 


13273T 


Data Tablet 


Sept. 


3056DL 


Data Logging System 


Feb. 


16064 A 


Comparator/Handler Interface 


July 


3421A 


Data Acquisition/Control Unit 


Feb. 


19091 


Fused Silica Capillary Columns 


Dec. 


3468A 


Multimeter 


Feb. 


19306A/B/C 


Electronic Flow Controller/ 




347BA 


Multimeter 


Feb. 




Pressure Regulator 


Jan. 


4145A 


Semiconductor Parameter 




21 200 A 


2 . 5-MHz Transd ucer 


Oct. 




Analyzer 


Apr. 


21205A 


3. 5-MHz Transducer 


Oct. 


4276A 


LCZ Meter 


July 


21206A 


3.5-MHz Transducer 


Oct. 


4277A 


LCZ Meter 


July 


21210A 


5.0-MHzTransducer 


Oct. 


5508A 


Measurement Display 


Apr. 


21211A 


5.0-MHz Transducer 


Oct. 


5518A 


Laser Head 


Apr. 


32108A 


HPDRAW 


Nov. 


5528A 


Laser Measurement System 


Apr. 


32109A 


HPEASYCHART 


Nov. 


5790A 


Gas Chromatograph 


Jan. 


3211 OA 


Business Graphics Package 


Nov. 


5880A 


Gas Chromatograph 


Jan. 


32250A 


DSG/3000 


Nov. 


8111A 


Pulse/Function Generator 


June 


32350A 


HPToolset 


Feb. 


8112A 


Pulse Generator 


June 


36570A 


HPMA1L 


Feb. 


8116A 


Pulse/Function Generator 


June 


36583 


2680A Graphics Package 


Nov. 


81 BOA 


Data Generator 


July 


44468A 


Data Acquisition/Control 


Feb. 


81 81 A 


Extender 


July 




Package ROM 


8182A 


Data Analyzer 


July 


55280A 


Linear Measurement Kil 


Apr. 


8673A 


Synthesized Signal Generator 


May 


55288A 


Dimensional Metrology 




8970A 


Noise Figure Meter 


Apr. 




Analysis System 


Apr. 


10751A 


Air Sensor 


Apr. 


64 100 A 


Development Station 


Mar. 


10752A 


Material Temperature Sensor 


Apr. 


6411 OA 


Development Station 


Mar. 


10753 A 


Tripod 


Apr. 


64155A 


Memory Controller 


Mar. 


10766A 


Linear Interferometer 


Apr. 


64271A 


Emulation Controller 


Mar. 


10770 A 


Angular Interferometer 


Apr. 


64302A 


48-Channel Analyzer 


Mar. 
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64600S 
64620S 
77020A 
77200A 
77400A 
77900A 



Timing Analyzer Mar. 82160A 

Logic State/Software Analyzer Mar. 82161A 

Ultrasound Imaging System Oct./Dec. 821 66A 

Scanner Oct./Dec. 82166C 

Display Subsystem Oct./Dec. 82168A 

Controller Oct./Dec. 92233B 



HP-1L Interface Module 
Digital Cassette Drive 
HP-IL Converter 
HP-IL Interface Kit 
Acoustic Coupler 
Book 



Ian 

May/June 
Jan. 
Jan. 
June 

July/Nov. 



PART 4: Author Index 



Abraham, Howard E. 


Aug. 


Fucetola, Joseph P. 


Aug. 


Luszcz, Joseph M. 


Dec. 


Seavey. Gary A. 


Oct. 


Accettura, Janet R. 


Dec. 


Fulghum, Kipper K. 


Mar. 


Lutnesky, Gary G. 


June 


Seccombe, S. Dana 


Aug. 


Alburger. John R. 


Sept. 


Fuller, Ian J. 


Feb. 






Shelley, David J. 


May 


Andrews, Charles W. 


Sepl. 




Magnin, Paul A. 


Oct. 


Shenoy, Anil K. 


Feb. 


Arnold, Thomas J. 


June 


Gardner, Deane A. 


Apr. 


Malhotra, Arun K. 


Aug. 


Simms, Richard J.. Jr. 


Nov. 


Augenblick, Kurt B. 


Jan. 


Gardner, Frederick H. 


Nov. 


Mason, Lee S. 


June 


Slutz, Robert 


Aug. 






Gatzke, Ronald D. 


Dec. 


May, Gregory J. 


June 


Smith, Douglas H. 


Jan. 


Baker, Tamara C. 


Nov. 


Gilson, Charles W. 


Mav 


McClellan, Paul J. 


May 


Smith, Jeffrey H. 


Mar. 


Balazer. Stanley A. 


Sept. 


Glitzke, Carlton E. 


Mar. 


McKnight, Robert N. 


Dec. 


Smith, Martin W. 


Mar. 


Baldwin, Richard R. 


Apr. 


Goodwin, Bryce S., Jr. 


Mar. 


Mead, Sharon O. 


Sept. 


Smith, Rex C. 


June 


Bame, Paul D. 


Mar. 


Gross, Fred J. 


Aug. 


Mikkelson, James M. 


Aug. 


Snell, Sidnee 


June 


Banks, Lawrence W. 


Oct. 


Grote, Richard H. 


Apr. 


Miller, David G. 


Oct. 


Snitzer, Susan 


Sept. 


Bartlett, Keith G. 


Aug. 


Hackleman, David E. 


Jan. 


Mintz, Kenneth A. 


Sept. 


Snyder, Richard A. 


Oct. 


Becker, Josef 


Julv 


Hall, Lawrence A. 


Aug. 


Mniece, James R. 


Dec. 


Spencer, John R. 


Aug. 


Behrens, KJaus-Peter 


July 


Hammer. Mark E. 


Aug. 


Morris, Donald E. 


June 


Spreadbury, Brian G. 


June 


Berkel. Werner 


July 


Hanlon, Mark 


Sept. 


Morris, Donald L. 


June 


Stanley. Barbara A. 


Sept. 


Beucler, Dale R. 


Aug. 


Hanna, John E. 


Mar. 


Morris, Janet Elich 


Nov. 


Stark. Lawrence A. 


May 


Beyers, Joseph W. 


Aug. 


Harper, Steven L. 


Jan. 


Mottola, Roberto 


July 


Stark. Thomas J. 


Dec. 


Bircher. Carolyn M. 


Feb. 


Hart. John T. 


Oct. 


Mousa, Badir M. 


Sept. 


Steinmetz. Charles R. 


Apr. 


Biazek, Olakar 


Sept. 


Heinz, William W. 


Mav 


Moyer, Geoffrey G. 


Sept. 


Stolz. Mark 


Aug. 


Boetzer. Kenneth D. 


Sept. 


Hempstead, David C. 


Dec. 


Murphy, Andrew J. 


Jan. 


Straw, Jeffery J. 


Aug. 


Bowlin, Stan W. 


Mar. 


Hendrickson, Norman E. 


Aug. 


Myers. Timothy F. 


June 


Swain, Howard L. 


Apr. 


Bratnober, James C. 


Nov. 


Hentschel, Christian 


June 


Neuder. David L. 


Mar. 


Swift. Janet 


Nov. 


Brooks, Elizabeth 


June 


Hillis, Gary L. 


Aug. 


Neumann, Uwe 


June 


Szabo, Thomas L. 


Oct. 


Bunting, Harry 


Apr. 


Hoecker, Kenneth R. 


June 


Ng, Paula H. 


Sept. 






Burkhart, Kevin P. 


Aug. 


Hiibner, Ulrich 


July 


Novy, Donald E., Jr. 


Aug. 


Tamamura, Toshio 


July 


Burns, Christopher 


Apr. 


Hunt, Barry F. 


Oct. 


Nussle, Heinz 


July 


Tang, Edward 


Sept. 


Burns, Robert R. 


Sept. 




Nygaard, Richard A,, Jr. 


Mar. 


Tanksalvala, Darius F. 


Aug. 


Buskirk, William A. 


May- 


Ikemoto, Jin-ichi 


Apr. 






Tanzini. Joseph P. 


May 






O'Connell, Raymond G. 


Dec. 


Taylor, William R. 


Sept. 


Casale, Michael A. 


Jan. 


Jaffe, William S. 


Aug. 


Otto. Ulrich 


July 


Temple, Yvonne 


Nov. 


Chambers, Donald R. 


Apr. 


Johnson, Dean R. 


June 






Terrell. William C. 


Aug. 


Conrad, Richard J. 


Oct. 


Johnson, Horace R., Jr. 


Jan. 


Pacheco, Stephen P. 


Sept. 


Tesler, Joel D. 


Mar. 


Cox. Rick M. 


Apr. 


Johnson, Norman L. 


Jan. 


Palmer, Frederick J. 


Mar. 


Thayer. Billy E. 


June 


Cusack, J. Edwin 


Jan. 


Jundanian, Richard H. 


Dec. 


Patton, David B. 


June 


Thompson, Dennis C. 


Sept. 










Paul, Eckhard 


July 


Tillman, Robert L. 


Jan. 


Davis, Jim L. 


Sept. 


Karp, Sydney M. 


Dec. 


Perkins, Michael R. 


Sept. 


Toms, William J. 


Nov. 


Davis, Michael W. 


Mar. 


Karrer. H. Edward 


Oct. 


Perry, John M. 


Sept. 


Traub, Stephan 


lune 


Dea, Robert W. 


Nov. 


Kessler, Daniel D. 


Aug. 


Popp, Richard L., M.D. 


Oct. 


Trautman. Jack P. 


Feb. 


DeBoer, Douglas F. 


Aug. 


Kible, Dieter 


July 


Potter, Catherine M. 


Sept. 


Truhe, Larry E. 


Apr. 


Delia Bona, Mark A. 


Sept. 


Kinicki, Rachel M. 


Oct. 


Purnaveja. Chayaboon 


Nov. 






Desjardin, Lawrence A. 


Feb. 


Kohlhardt, Charlie G. 


Aug. 






Vietor, John J. 


Jan. 


DeVilbiss. Alan J. 


Mar. 


Koppes, William A. 


Dec. 


Quenelle, Robert C. 


Apr. 






Dickey, Arthur M. 


Oct. 


Kunz, Robert J. 


Dec. 


Quick, Roger D. 


Jan. 


Wade. Gerald T. 


Nov. 


Dietze. Martin 


July 


Kyo, Takeshi 


July 


Quint, David W. 


Aug. 


Wagner, Guy R. 


Aug. 


Diserens, Craig W. 


Sept. 








Wakasugi, Tomio 


July 


Dowdy, Curtis L. 


Sepl. 


Lage. Craig S. 


Jan. 


Reed, Mark J. 


Aug. 


Weiss, Donald R. 


Aug. 


Dryden, Paul C. 


Jan. 


LaMaster, Frederick P. 


Aug. 


Ressmeyer. James J. 


Feb. 


Wheeler. John K. 


Aug. 


D'Sa, Alwyn P. 


Dec. 


Landgraf. Thomas K 


Sept, 


Richey, David B. 


Mar. 


Wickliff. Robert G.. Jr. 


Mar. 


Dukes, John N. 


Dec. 


Landsness, Carl J. 


Jan. 


Ridolfo, Anthony S. 


June 


Wilbs. Andreas 


Julv 






Larsen. Hugh C. 


Oct. 


Rodriguez. Diane A. 


Sept. 


Williams, Steven R. 


Mar. 


Eberle, Volker 


June 


Larson. John D.. Ill 


Oct. 


Roland. James P. 


Aug. 


Wilson, Martin S. 


Aug. 


Elkins, Alexander O. 


Aug. 


Larson. Paul A, 


Dec. 


Romano, John P. 


Mar. 


Winninghoff, Paul G. 


Sept. 


Evett, Eric A. 


May 


Larson. Ronald K. 


May 


Rossner. Helmut 


June 


Wolpert. David L. 


Feb. 






Leavitt, Steven C. 


Oct. 


Roth, Bernhard 


July 


Woodruff. David C. 


Apr. 


Fearnside, James T. 


Dec. 


Leinbach, Glen E. 


Aug. 


Rowland, Fred W. 


Jan. 


Wuerz, Lawrence J. 


Apr. 


Fei, Fung-Sun 


Aug. 


Leiter. Adolf 


June 


Ryder. Bruce L. 


Dec. 






Fiasconaro, James G. 


Aug. 


Leonard. David F. 


Feb. 






York, Dennis C. 


lune 


Fisher, George A. 


Oct. 


Link, Horst 


July 


Scharrer. John A. 


Mar. 


Young. Francis A. 


June 


Fleming, James H. 


Jan. 


Livengood. Robert J. 


June 


Schottmer, Ulrich 


July 






Fleischer, Michael 


June 


Lob. Clifford G. 


Aug. 


Schwartz, James R. 


June 


Zeller, Eugene R. 


Aug. 


Fogg, 0. Douglas 


Aug. 


Luck, Dale A. 


Sept. 


Schweikardt, Horst 


June 


Zellmer, Joel A. 


Mar. 


Forsyth, Mark A. 


Aug. 


Ludwig, Mark A. 


Aug. 


Seaver, Martha 


Nov. 


Zander. Paul A. 


Mav 
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Fused Silica Capillary Columns for 
Gas Chromatography 

Here's how collaborative research between HP's chemical 
analysis and optoelectronics laboratories created a vastly 
superior GC column. 

by Paul A. Larson, Bruce L. Ryder, and Thomas J. Stark 



REMARKABLE THINGS can happen when unrelated 
technologies intersect. Investigation into quartz fiber 
optics by Hewlett-Packard Laboratories and chemi- 
cal analysis research at HP's Avondale, Pennsylvania Divi- 
sion led to the development of a fused silica capillary col- 
umn used in gas chromatography. Compared to the previ- 
ously available packed or capillary columns made of either 
stainless steel or glass, fused silica capillary columns have 
vastly improved column-to-column reproducibility, reso- 
lution, and retention characteristics. Other benefits include 
the elimination of spontaneous column breakage, a highly 
inert inner-column surface, a wide dynamic temperature 
range, and rinsability. 

The first columns made by HP Laboratories using fiber 
optics techniques were made of fused quartz. Later, fused 
silica was found to be superior. Since 1979. when the first 
fused silica capillary columns were introduced by HP. the 
technology has been refined and the list of available col- 
umns has been expanded. 

This article summarizes the development of this technol- 
ogy, going back to its beginnings for a look at the early 
promising results, and then describing the present state of 
the art and the trends that may determine the future. 

The Activity Problem 

Gas chromatography (GC) separates a mixture of chemi- 
cals into its individual components. A stream of inert gas 
carries a vaporized sample through a column containing a 
nonvolatile chemical called the stationary phase. Those 
components of the sample with little or no affinity for the 
stationary phase remain in the gaseous state and pass 
through the column quickly. Other components may in- 
teract with the stationary phase and be temporarily re- 
moved from the gas stream: their passage through the col- 
umn will be retarded by various amounts depending on 
their affinities. If the affinity is too great, some components 
may never emerge from the column. Thus the time from 
sample injection to component appearance — the retention 
time — is characteristic of the component identity, assum- 
ing that the column, gas velocity, temperature, and a few 
other parameters are held constant. 1 

The analytical chemist wants the only interactions 
within the column to be those between the sample compo- 
nents and the stationary phase. The column tubing should 
play no part, other than to support the stationary phase 
and to direct the gas stream from the point of injection to 



the point of detection. But in the real world, column tubing 
is far from inert. Interactions with sample components lead 
to band-spreading of the components and loss of resolution, 
irreversible adsorption of components, catalytic decompo- 
sition of some materials, and other interferences with the 
analysis process. 

The first capillary columns were made of stainless-steel 
hypodermic needle stock. These were satisfactory for 
nonactive components such as hydrocarbons, but for little 
else. Other metals were not much better. Glass capillary 
tubing, made by drawing standard laboratory tubing down 
to capillary dimensions, proved to be a much lower-activity 
material. However, inert as glass is (relative to the metals), 
it is still too active for many compounds. The culprit seems 
to be metal ions from the glass ingredients which can form 
active sites at the glass surface. An enormous amount of 
research has gone into etching, leaching, coating, reacting, 
and other techniques intended to remove, conceal, or other- 
wise deactivate these sites. Most of the work has been done 
on soda-lime or borosilicate glasses, since these are the 
types most commonly found in the laboratory. The results 
have been, in general, disappointing and difficult to repro- 
duce. 

In 1978, HP's Avondale Division began a study of other 
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Fig. 1. Three steps in the production ot a retractive index 
gradient along the radius of an optical liber For gas chroma- 
tography columns, the lirst two operations are omitted 
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Soft Glass 




Borosilicate Glass 



types of glass to see if any of these offered advantages . 
GC work. Since the equipment then used to draw glas. 
capillaries was quite unsophisticated, three engineers vis- 
ited HP Laboratories to examine their quartz fiber optics 
drawing equipment. 

One of the standard ways to produce a refractive-index 
gradient along the radius of an optical fiber is shown in 
Fig. 1. A hollow tube of the material (the preform) is coated 
on the inside with a dopant of some sort. The preform is 
heated to collapse the tube into a solid bar; during this 
stage the dopant diffuses into the material. Finally, the 
collapsed preform is drawn into a fiber of the required 
diameter. 

The Avondale engineers reasoned that if the doping and 
collapsing operations could be omitted, this equipment 
should be usable for making capillary tubing. Did the HP 
Labs people think this possible? They did. Would they 
make some tubing for Avondale to study? They would try. 
The first batch of fused quartz capillary tubing arrived in 
Avondale one month later. 



o 

I 



01 o 




Fig. 2. Reproductions of original chromatograms comparing 
the first fused quartz columns with the best previously avail- 
able columns in a mercaptan analysis. 



The First Fused Quartz Column 

Since silicone rubbers are the workhorses of gas chroma- 
tography, one of them was selected as the stationary phase 
for the first column prepared from the HP Labs fused quartz 
tubing. The next four days were probably the noisiest 
period in the history of Avondale R&D, as the remarkable 
properties of the new tubing became evident. Everyone 
wanted to try difficult-to-analyze samples, and discussions 
of results were loud and enthusiastic. 

Some idea of the excitement can be gathered from Figs. 
2,3, and 4, where the quartz capillary is compared with 
glass capillaries. These are reproductions of some of the 
first chromatograms ever made with a fused quartz capil- 
lary column (the original chromatograms are no longer in 
presentable condition). Note that this is the first quartz 
capillary column ever made at Avondale and that the glass 
columns were the best available at the time. 

Along with their foul odor, mercaptans (Fig. 2) are notori- 
ous for being difficult to analyze by gas chromatography. 
They are highly polar compounds and interact strongly 
with any active sites on the column. With a soft-glass col- 
umn, peaks are so deformed that identification is quite 
uncertain. Borosilicate yields identifiable peaks, but they 
are not suitable for quantitative work. With the quartz col- 
umn, the laboratory notebook comments "Peak shape and 
symmetry is outstanding!! Have never seen such good per- 
formance on mercaptans!" 

The phenols in Fig. 3 are classified as priority pollutants 
by the United States Environmental Protection Agency. 
The sample contains 11 components. Seven of these were 
found using the borosilicate column; ten appeared with 
the quartz column. 

Antiepileptic drugs are very active, with complex chem- 
ical structures and functional groups that interact strongly 
with column materials. To analyze these drugs, it is stan- 
dard practice to use an assortment of reagents to block the 
active functional groups so that they will not interfere with 
the analysis. Since the quartz column seemed so inactive, 
it was decided to try to analyze nonblocked drugs. Fig. 4 
shows the very good results obtained with nanogram 
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Fig. 3. Reproductions ot original 
chromatograms showing how the 
first fused quartz columns found 
ten of the eleven phenols in a sam- 
ple while the glass column found 
only seven. 



amounts of these drugs, results that had never been 
achieved with such low levels on capillary columns. 

Capillary columns contain very little stationary phase, 
typically a few hundred micrograms per meter of length. 
If this material is lost or damaged, the column is useless. 
Any surface activity on the inside of the tubing can cause 
the stationary phase to degrade into small volatile com- 
pounds. If the column is overheated, this reaction speeds 
up (each rise of 30°C approximately doubles the reaction 
rate) and the volatile products are swept out of the column. 

Fig. 5 illustrates the very low surface activity of the fused 
quartz. When the column is heated up, the degradation 
products from the stationary phase cause a rise in the 
baseline. This is inevitable, but how much of it can be 
tolerated? Based on the results of these chromatograms, 
the maximum operating temperature for this stationary 
phase is above 300°C for quartz tubing, but less than 280°C 
if borosilicate tubing is used. 

Some Mechanical Matters 

Glass columns, after being drawn down to the required 
diameter, are passed through a heated curved tube. This 
softens the glass enough so that it can be formed into a 
coil. The curvature makes it possible to fit the column into 
the instrument, but it is necessary to straighten the ends 



of the coil before it can be attached to the rest of the 
chromatographic system. 

Fused quartz has a softening temperature of about 
1600°C, compared to 550°C for borosilicate glass. Forming 
a coil from the fused quartz capillary by bending it is simply 
not practical. Even if it were, the high softening temperature 
would make straightening of the ends very difficult. 

Some earlier workers had investigated fused quartz, but 
concluded that it would not make a good column material 
because it was much too brittle. However, that tubing had 
relatively thick walls. Its cross section resembled a rather 
thick bar with a small hole down the center. Since brittle- 
ness is proportional to the fourth power of the outside 
diameter, the GC engineers realized that if the wall thick- 
ness could be reduced, it might be feasible to simply wrap 
the inherently straight tubing around a basket of some sort 
which would fit inside the GC oven. 

Fig. 6 is a cross section of the first batch of fused quartz 
tubing. Wall thickness is comparable to the inside diameter. 
The silicone rubber coating on the outside protects the 
surface from scratches, which would cause stress concen- 
tration and rapid failure of the material on flexing. Fig. 7 
illustrates the flexibility of the resulting columns. 
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Fig. 4. Fused quartz column performance on a sample con- 
taining antiepileptic drugs These results had never before 
been achieved with such low concentrations on capillary col- 
umns 



From Fused Quartz to Fused Silica 

The design team experimented with different materials 
to improve the initial results. One change was from fused 
quartz to fused silica. Fused quartz is made from the min- 
eral quartz and contains significant amounts of aluminum 
and iron (about 100 ppm of each). Fused silica, on the other 
hand, is made from purified silicon tetrachloride. This gas 
is fed to an oxygen/hydrogen flame where it is hydrolyzed 
to silicon dioxide and simultaneously fused. The fused 
silica contains less than 1 ppm of aluminum and iron. 
Although it is considerably more expensive, it yields tubing 
with much lower surface activity. The added expense for 
the raw material of fused silica tubing is largely offset by 
an increased yield of high-quality capillary tubing. 

The silicone rubber initially used to protect the outside 
column wall from scratches has a temperature limit near 
250°C. This is about 100° too low for chromatographic pur- 
poses. A number of alternate coatings with higher temper- 
ature limits were investigated. A polyimide resin was cho- 
sen and a satisfactory coating process developed. 

Inside the Column 

Fused silica is not totally inert, although it comes rather 
close. Because there is so little residual activity, it is quite 
difficult to deactivate that last trace. Extensive research 
has been done at Avondale and elsewhere to find the most 
effective approach to this problem. We now use a high-tem- 
perature silanization process, in which the residual active 
sites are converted to inactive methyl ether structures. 

A truly inert material has one serious flaw, it is very 
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Fig. 5. Reproductions of chro- 
matograms showing the low sur- 
face activity of the first fused 
quartz columns Maximum operat- 
ing temperature was over 300°C 
compared with less than 280°C for 
glass. 
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Fig. 6. Crass section of the first fused quartz columns. Inside 
diameter is 150 fim Outside diameter of the quartz tube is 
189 nm. 



difficult to wet the surface (have you ever tried to paint 
Teflon"?). This limits the variety of stationary phases that 
can he supplied in fused silica columns. Fortunately, the 
very narrow peaks produced by these columns allow sep- 
arations to be made that could not be done using the same 
stationary phase in a packed (broad peaks) column. There 
is no need for the very wide selection of stationary phases 
that were developed for packed columns. However, work 
continues on broadening the selection of phases that can 
be offered 

As mentioned earlier, there is very little stationary phase 
inside a capillary column, perhaps a few hundred micro- 
grams per meter. Even a rather moderate overheating of 
the column can drive off a substantial fraction of this ma- 
terial: some of it is inevitably lost even in very careful 
operation. To complicate this problem, many samples con- 
tain high-boiling-point materials that remain on the col- 
umn, gradually changing its characteristics. With packed 
columns, which contain a lot of stationary phase, this spuri- 
ous material can be baked out. But the process would de- 
stroy a capillary column by driving off its small supply of 
stationary phase. 

Two general approaches have been made to this problem. 
One is to bond the stationary phase to the silica surface 
chemically. The other, the one used by Avondale, is to 
convert the stationary phase into a nonvolatile, insoluble 
material inside the column. 

Practically all stationary phases are polymers, often 
silicones of various types. These very long molecules give 



the low volatility that any phase must have. However, they 
are still soluble in appropriate solvents. If cross links are 
introduced between these long chains of atoms, a three-di- 
mensional structure is formed. This structure is even less 
volatile than the original material, but more important, it 
cannot dissolve in anything without breaking some of the 
cross links. 

The HP GC columns use cross-linked stationary phases 
that escape very slowly when overheated. They can be 
cleaned thermally and can even be washed with solvents 
without damaging the columns. 

Where We Are Now 

Hewlett-Packard produces several lines of fused silica 
capillary columns. The High Performance columns have 
approximately 200-micrometer inside diameters and come 
in various lengths. The stationary phases are cross-linked 
to reduce volatility and permit solvent washing when 




Fig. 7. Flexibility of the fused quartz columns 
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needed. Chromatographic efficiency (ability to produce 
narrow peaks) is guaranteed. 

The Ultra columns are similar, but provide even higher 
efficiency. In addition, they have exceptional retention- 
time reproducibility from column to column. 

One objection to the use of capillary columns is their 
lack of sample capacity. This is the amount of sample that 
a column will accept and process without peak distortion 
caused by "flooding" of the stationary phase. Since capil- 
laries have much less stationary phase per unit length than 
packed colu mns , they are more subject to sample overload . 

The new Series 530/i columns address this problem. 
They have a wide (for a capillary column) inside diameter 
and accept a large amount of stationary phase. Sample 
capacity is comparable to that of a packed column. Separat- 
ing power is less than for a narrow-bore capillary, but is 
better than that of a packed column because of the simplic- 
ity of the internal structure and the absence of a packing 
material. They are made of fused silica, with all the advan- 
tages of that material. 
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